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THE MET LEAGUE Of COLLEGES 

BHUJBAL KNOWLEDGE CIT~ 
MET's IN STITlJTE OF PHARMACY, 

ADGOAN, NASIIII<. 
AS SHARP AS YOU CAN GET 

Standard Operating Procech~re For Dit!ilnl Bulk l>cn sit y Apparatus 

Equipment Name:-Digital Bulk Density Pngl' No : I of' I Lcvcl :O /1/2 

Apparatus 

Model/Make: META LA B / lnnovatiw Sop Numhcr: MR 01 9-02 (2 <J 17J 

XCN 774 

Equipment Sr. No : H69 l Department Name: ; ; 1t , ; . , 
Head Of Department: 

Sop Prepared By : ~f'l'f...,t i-\r~. \ ~s \r-11,1~,i" Sop Prepared On: .
1 

,,~-1°<. \ V- \ I '- ~ \ 

Checked By : Issued On : 

Authorised By : Review On: 

/ 

Procedure for Use 

1. Mount the measuring cylinders fill ed with test material. 

2. Switch on the mains. 

3. Set number of strokes with the switche::- provided. 

4. Adj ust the number of strok<:s ils p~r mrnw~raph . 

5. Switch off the instrument aft er op~r:Hil,n is ,'Y<...'I' . 

6. Take out measuring cy linders. 



l\1ET,s INSTJTI/TE ()F PIIAl~MA_!~J\ 
BHlJ.JBA L I\N(>WLl1:J>< ;,,: Cf TY, 

Af)(;()AN, NA .~1111< . 

rn, "'" u1,r, ,,, r1r r,)w,,rs 

AS SHARP AS 'fDIJ Ct.11 'iET 
- - ----- - --- ---- - --
STAN DR ED OPR,\ TING PROCEIHIIH: Fon IH<:JTA f. W l·, I L III.\ '(; HJ\ I.J\ .'\(, I, 

EQU P.\J L '\T 1':-\~I E: -f> ICi f T,.\ I . 
\\T IGl-11 \IG B.·\ L \ \ICL 

EQL IP-'I E:'\T SR NO :-

1 LOC.-\ TIOi\: PHARi\ 1.-\ lTllTICS Li\13 

PROCEDL;RE FOR LISE: 

I. Turn l) ll the \\ Cighing balance . 

l'A<;J,: NO: I ,,t I 

DJ-:1' !\ l<TM L i'\T .\ ·/\ .vl L : 1'1 I AVJ /\Cf l.'J IC~ 

l>E!\ l> STOCK .'\ L .\JH LH: 

MLT/IJKC/IJ l'l l/ L'-:V/JUj-rJ I i2()(J6-07 

IIEAIJ O F DEl'An TME.'\T : Dr. '\ . . .\. Thr,mbrt 

.., Place ,, e ighing container or paper on the pan and close the door. 

' Press T.-\RE buttons ~111d should read out 0.000 g. to change the Digits Pre:, ::; .\IODE 

button. 

-L Cm~fully add the chemical or sample until the des ired mass h:is been \\ c'i~he.:i . 

5. Careful!~ remove the \\ e ighed items and press ZERO butt0n tl) re-us..:- h:1 1::rn ,:..:- . 

6. Rcm o, e the split chem ical if any hy using brush and the t:k':111 it pr,,pnl~ . 

7. Turn off the b,ilance. 

PR.EC..\ lTIOi\ S: 

l . Pro tect ba lance frCJm dust. 

1 Keep wci~ hing pan ck :111 :111d dry . 

J. \-1:t in tain th c leve l 11 1' rhc h:il:111cl' d111i11 ~: \\ l·i~hi11 ~: 

I 

-

Pl~FP.-\IHJ> II\' < 'IIH 'f\l.' I) B\ 
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BHUJBAL KNOWLEDGE CITY, 

MET's INSTITUTE OF PHARMACY, 
ADGOAN, NASHIK. 

THE MET LEAGUE OF COLLEGES 

AS SHARP AS YOU CAN GET 

StandardO(!eratin2 Procedure For Erweka Homo2enizer 

Equipment Name:- Erweka Homogenizer 

Model/Make:-

Equipment Sr. No:- 421113.0811 

Location: Machine Room (MR) 

Sop Prepared By: ~" l<Jt B, H~ rcfas ~ 
pmJ-ltz:g . Ba.~he ( 

~ 
Q J-. 

Checked By: 

Authorised By: 

[rr,c<, . . 

, ~ \ ~ \.~ ~-~ 
-~')) 

I' n 

PRINCt i a p<· 
';" .. 

M t:1 s lnstitu-te of 'Pharrna cy 
Adgaon, Nashik -3. 

Procedure for Use: 

1. Clean the instrument. 

/ 

Page No: 1 of 1 Level:0 /1/2 

Sop Number: MR 008-01 (2017) 

Department Name: Matnirie f<C>O t'Y) (fYlfO 

Head Of Department: x~ 
Sop Prepared On: 21/oG/~17 

Issued On: q_ 1 / o f> / ~c 17 
Review On: 2-D/06(~2-b 

2. Attach the instrument to Erweka main drive. 

3. Switch on the main drive. 

4. Adjust the required speed, and time. 

5. Put material to be mixed in the hopper (quantity- Min IO gm). 

Note: DO NOT RUN DRY 

6. After the operation time switch OFF the main drive. 

7. Unload the material by the knob provided at the side bottom. 

8. Dissemble the instrument and clean it thoroughly. 



- ------------------.,~H~EM~n=---u~AG~U~Eo=F~co=L~LE=GE'. 

BHUJBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHJK. 
~5 SHARP AS YOU CAH GU 

- ·----- -S-ta_n_d_a_r_d_O_p_e-ra- t-in_g_P_. r-o-ce_d_u_r_e_F_o_r --=E:--rw- ek-:--a-=B-al=-1--=-M-:-:i:-::ll:-------i 

/ 

-E-q-uipn-1-en_t_N_~-• m- e-:-_E_r_w_e_k_a _B_al_l _M_i_ll_-,--P_a_g_e_N_o_: _l _o_f _l _ -,-L_e_ve-1-.:;;:(),,-c-/-:-:-1-:-::/2=-------i 

Model/Make:-Ball Mill / Inweka Sop Number: MR 006-01 (2017) 

Equipment Sr. No:- 428112 .0811 Department Name: f?Jau, i r,e_ Roo rry (N R) 

Location: Machine Room (MR) Head Of Department: 

Sop Prepared By: l\n~t B• HQ1Q4-B ~,~.... Sop Prepared On: 
Prra.t-t' K s • Badh e &,~ Z:n 

Checked By: .~~ h(U •W Issued On: 
- ($. Q QS) ~-.,fr /" 

Authorised By: \ V Review On: 
PRINC~~ L 

MET's I nstitu{e of Pharmacy 

Procedure for Use: Adgaon , Nashik-3. 

1. Clean the mill & ball. 

2. Place the balls in mill. 

3. Mount the support stand to the Erweka main drive. 

4. Place the material to be milled. 

5. Switch on the mains, adjust time and speed. 

6. Switch off the instrument after use. 

7. Collect the milled material. 

2 r I o-t> I ~ , 7 

2-1(06/fJ-0(7 

2-0 f 06(!1(:J~~ 

8. Remove the ball s. Dissemble the instrument and clean it thoroughly. 







~l[T's IN STITUTE OF PII.-\Rl\1:\{ 'Y, TlltM(tllAGu10Hom ~n 

Blll 11IHAL KN0\\'1.EOGE CITY, 
,\ l)(;Oi\N, N..\SIIIK. 

AS SHARP AS YOU CAN Gil 

~tANUllliO OPHAl't N<~ l11{0CEll l ll{E FOi{ H. o. I}. l~Cl illATOR 

(K-Qt111 1 ~11: N r N \'.\IF I\,, 1) t ,1,·1111- ,1111 

I 

:\ IUl'l· 1 \I .\l,F . I ; t\ 1 I 111,·I Sl I "' \ 

I Fl)\ 111 1 1\ IF '.'; I ~,t :'\(): 
j 1\~ 111 .\ H 

I 0\ \ no": 1' 11 \I~\\\\ I I Il l '~ I \I\ 

I 111,1 '"-'l I H RI I Ill{ l 1SI 

P \(;F NO: I 111' I 1 ~UI' 'iU : 1'11 -0: 

1 
IH'l' \lfl':\11-'~ r ~ .\'.\IF :1'11 \ \l \ (' F \'Tll'~ 

I n r \I l ~ n H ·" \ , • '.\ rn i:t{ : 

I r-. 11 I ll" l ' l\1 111 INS llt' l l lNl'l I\ \ll '1lll'- I I 

1 

IIF \HIH· HFl'\Hl''ff'il': llr. 'i , \ . 1'1111mht \' 

\ \11 11 1\'l.' I I\ P I ) 111,·111 1:1111, 111 11 Hli t1 suppl ) . 
1 1' 111 th\''" lh:h 11 1 111111,,,,ti , 111 , 11.·d \ 1 · I) bulb" tll f l''" t l i11r) . 

S" ih'h 1111 tlw m:1111 , 

,I ~,· \ th\' t\.'q1111·r d 1,·11111 \' h\l(l\ ), " '" r1 lt11·111 , ;\1 11 1.· :111d hi!-=-h :tl ttrn1 , :llur h l 'I' n11d l ),m 11 

t-- r , ' 
' I''"-'" I t-.. I kn ti1r cntrt , th,· ,,· t 1,·1 11 p , , 11h 11: 

(\ P,,.,, I '\ I kl..'~ 1,,1 l\11 11 1111 11k 

1 l't\''' \I\\ hutt,111 Ii,,. ,11 111 ,h· 

~ " " i11: h , 111' 111 :,11h atk, ,1p1.·1,1t1 11 11 i, 1\\'CI' 

INIH ('A nms 

\11 1•rn l>b11 1t ,~ ~1.'I \ ':dur 

Ill . II ~ l k 11t ,·1 , 111 '.', 111 111 , 

1111\ l'I' ll ll , 111 111 ~ 

PIH'. P:\IH'll II\' ( · I IF t 'h: lo'. I> II\ \\ 1 l'IH lRISFll H\' 

("1 1\ \t- 1,\')~\t ~ t\\t\k\ \ ')I'\,\ 

N , tll l l' 

)v, \--1 f1 \ \ ~ '\)_': \ 'i, 1--\ l\ \\ -,1wt, ,, ' 



THI Mn WIUE Of COWGI 
BHllJBAL KN<>WLEl>t;I◄: ( 'ITV, 

MET's INSTITllTE <>F PIIARMA( 'V, 
ADG()AN, NASIIIK. 

AS SHARP AS YOU CAN GIT: 

Standard Operating Proet'tlun· •·or Brookfield Viscometer LV 

Equipment Name:- Brookfield 
Viscometer L V 

f--------------

Pugc No: I of I 
~~ 

Level: O/ I /2 

Model/Make: LV-DVE ' BrooktidJ Sop Numht•r: MR 022-01 (2017) 

\ Engg Lab. 

Equipment Sr. No: Department Name: r,aC)) ·, n e ~oom (MR) 

Location: Machine Room {~ tR) Head Of Department: 

Sop Prepare-d 8~ : f\n~ , B · Hq~t\-S -~ 
?,-Jj; I( i: . .Bad h() ~.urJ 

Authorised B~·: 

Procedure for 
I -

Sop Prepared On: Q l JO 6 I 2.0 17 

Issued On: 2-, I o G I ~o, 1 

Review On: .2 O I O 6 / !LO 2- c, 

1. Insert the spindle in the spindle holder and place the material under test in the 
beaker or , ·iaJ in a way that the groove on the spindle should get immersed in the 
liquid or sample . 

2. Switch ON the mains and ensure that air bubbles mounted on the upper side must 
be at center, otherwise adjust with the rotary adjusting screws. 

3. Enter the selected Spindle number by using the knobs. 

4. Start the motor with RPM range from 0.3- 100 RPM , in a way that torqut' value 
should be in between I 0-90'½1 to avoid th<.: <..:rrors, rcplm.: 1: the spindle if needed. 

5. Note the reading when it stops fl ashing on the I .Fl) scn.:cn . 

6. For a small sample use sma ll volume adapt er. 

7. Clean and dry the spindle and swi tch off the 11111i11s . 

8. Replace the spindle guard and k g guard hack Iii v 1.'i l 'Pll1ctc r . 

I 

I 
J 



r-- - --------- THE Mn LEAGUE OF COLLEGE 
1 

BHU.JBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 
AS SHARP AS YOU CAN G~' 

Standard Operating Procedure For Capsule Filling Machine 

Equipment Name:-Capsule Filling 

Machine 

Page No: 1 of 1 LEVEL:0/1 /2 

Model/Make: Dolphin Sop Number: MR 021-02 (2017) 

Equipment Sr. No: CF 136 S/O 
t 

Department Name: r,athine Room ( M ~) 

Location: Mo.th, ne. Room lM R) Head Of Department: 

Sop Prepared By: " ~ 
'f 

Sop Prepared On: 21 f 06/2.017 

Checked By: Issued On: 2-1 /06/2017 
Authorised By: ... n111,ur, PAL Review On: 2c 06(20 1-0 

Procedure for UMT's institute of ~ ~; ma 
Adgaon, Hash1k · 

1. Fill loading with empty capsules. 

2. Take out the hopper from machine; load the loaded tray on the machine. 

3. Use capsule lock lever and pull the release knob 

4. Use main lever, so down portion of capsule will remain in machine and upper 
portion of the capsule will remain in loading tray, which take out from the 
machine. 

5. Release the lock lever so capsule will be placed in the machine. 

6. Keep hopper on the machine and pour your powder in the capsules, after pouring 
the powder, if remains, push it on hopper tray. 

7. Now use pin plate and press it. 

8. Remove the pin plate and pour balance powder in the capsule. 

9. Take out the hopper and place loading tray on the machine. 

IO. Use rubber plate, Push in release knoh. 

11 . Remove Rubber plate, Pull out release knoh 

12. Press main lever so hoth male & female Capsule will be locked with powder 

j 



HHlJ.JBAL KNOWLEDGF ~"'. ITY, 
MET's INSTITllTE OF PHARMACY, 

ADGOAN, NASHIK. 
AS SHARP AS YOU CAN GE 

Equipment Name:- Coating Pan 

----
- - - Page No: lof 1 I LeVel:O /~ /2 

---- Sop Number: MR 016-02 (2017) Model/Makr: : 

- - - -------+--- - - - -
Equipment Sr. No: Department Name: Nat.hin e Qoon'l (MR ) 

Location: Machine Room(MR) Head Of Department: 'X/'-> 
Sop Prepared By: ~~,t B,Ha,-tfa ~ 0fl Sop Prepared On : '2- 1 IO GI 'LO 17 

~TaJ-(1< ~-Sadhe Q}~ , 
Checked By: \>-' w Issued On: '2- 1 Io CJ~ D 17 

' ryt~C)Q ' 

Authorised By: L\ ••r, • ..., Review On: 20 ( O G ( '2.0 2_ O 

MET's In5tltute of Ptla rmac.y 
Adgaon , N~ hik -3. 

Procedure for Use 

I . Load the weighed quantity of materials. 

2. Switch on the coating pan. 

3. Adjust the RPM and temperature of the hot air. 

4. Spray the coating solution on the rotating bed of materials. 

5. Pass the hot air over the rotating bed of material till they are dried. 

Repeat the cycle till the desired coating or weight has been achieved 

------------
---- -- -



BHUJBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 

IHE MET LEAGUE OF COUlGES 

IS SHARP.JS JOU CAil 
Standard Operating Procedure For Collapsible Tube Sealing Machine 

Equipment Name:- Collapsible Tube 
Sealing Machine 

Model/M~ Dolphin 

Equipment Sr. No: 

Location: Machine Room(MR) 

Page No: 1 of 1 Level :0 /1 /2 

Sop Number: MR 0 15-02 (2017) 

Department Name: ~atn i.,e Poom lM R) 

Head Of Department: 

Sop Prepared By: A.n ' B, Ha1d~..s _· Sop Prepared On: i 1 I OG I 'l.617 
rroJ-iK ~• Bodh0- @~ 

Checked By: v-= , -~ ~~ - w 
~ 

Authorised By: 

MET s Institute of Pharmacy 
Adgaon, Nash ik- 3. 

Procedure for Use: 

1. Clean the instrument. 

Issued On: 

Review On: tl.O I06 I 2.0 2-D 

2. Place the material in the collapsible tube. 

3. Note ensure that no air entrapped inside the tube. 

4. Place the tube in the jaws of sealing machine. 

5. Apply pressure to seal the tubes by pressing handle. 

6. Remove the sealed tube. 

7. Clean the instrument. 



----· -- ·- --

Blll'Jlt\L K_~U\,'illlL~ UlL 
1\1E r·s INS 11Tl1 I EU 1i 1'1lt\ .. HMt\Lt 

:\U~UA .. ~, N.i\~I I I K 
lS~NWASJ.OJJaM GfJ 

- - · S tandanl Operatinl! ProcetJut e J!~t .U!Jtlfi!! w_tthihint.: HaJance 
I . .,,-,::: 

l• f\ (,f' NOJ l u l I ' LE Vf ,L:O/ J/2 f .q 11 pmt-nf , amt' 

. ( Sansui) 

\\ eighin~ I \:l lAth. \.' 

\todeu,1akr: 'ih1ma<llu 

[qoipmcnr Sr. , o; 

L~arion: \ b chine R,ll..)fll 

•";,p Numf,tr ; MR (Jl7-02 (2() 17) 

Sop P~tp1u·td ~: ~,l P · Mqilf -..; ~u~ 
~H.: ~ ~-1..1 i..,., , \ \, ) 

Ch«"Nl B,: \.:;}-~ .h :\,.\ U-~ 

-

Sop Prepared On : 

Issued On: . ·~ ~,~ ~ 

Au tborL-.d ~: PIUNCl~ Review On : 
-· _ Mi-r • Q:S,! I • ll M!ll o( 

, oft: ,taiim ■m=a?QitF ~ tnhftu\n0.2g, Least Count 0.01 g 
Prottdort for l~: 

Opr., cr..c of gL1ss door of \-veighing chamber. 

, PhD: v.i:1#.:mg container or paper on the pan and close the door. 

? 1 1 o-6 f ,_o , 7 

2 1f o6 t 2017 

2 0 ! o 6 I 2-02- o 

3 Pin\ -T -\Rf_- Hr -ZERO'' button and should read out 0.000 g. T(' change tht ~::: .. : 

('In} - \1r 1£A-_ - r,tJtlr,n 

4 ( ~:..:JI ;, ~ ,_he '-'•mr,lc 1ml ,I dc ... ircd mass h:,s hrrn ,, cighc-d. 

~ C<11tfuJI~- rcmmc t~ wc,~l,,: d ,1 c1111111d prr~." ''/ t :JH)" h1111t,n h, rc-nsC' halance. 

6 1 um OH •hdrJfaf1'..~ 

Pr«aytioo~ : 

Prut~t balij/1~.:< t,, Hit d 11!>l 

2 Keep VY <igfong (>wl i..l i:u11 and dry 

3 Majmarn h.-1,,d 1J l btJ lt, flL L dw 111tt ~ 1.: 1l_l l111 1v 

l_ 



BHU,IBAL KN<)WLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADCOAN, NASHIK. 

THI Mll Ui GUt Of COLUG(S 

AS SHARP AS YOU CAN GET 

Standard Operating Procedure For Disintegration Test Apparatus 

Equipment Name:- Di sintegration Test Page No : 1 of I Lcvcl:O / I /2 

Apparatus 
- - --

Model/Make: : META LAB Sop Number: MR O 13-02(20 17) 

- - - -
Equipment Sr. No: H 651 Department Name: f h~ trn a t ~~ c 1 

\-----------------+-----------{:--;:::::~--- _.I 

Location: p"'Q t°"' o. t ~v..h( ~ ·-JI LC\n Head Of Department: \~ 

Sop Prepared By : ~n i rl: 
p 

if- Sop Prepared On : :; , \ o t \ 2 c11 

Checked By : Issued On : 

Authorised By: Review On : -,._ 0 \ Q l \ l t ' 1. t; 

Procedure for Use: 

1. Clean the instrument. 

2. Place the disintegration medium per monograph in beaker. 

l 
3. Switch on the mains. 

4_ Adjust the temperature with knobs. 
<I I 

5. Place tablets 1n tube & put head on tablet. 

6 _ ~wi tch 011 th e · motor switch ' for the time mentio ned in monograph . 

7 . ~ w it<.:h l){ f th L: mutnr SW I tell , takL' out the samrk s. 

· I 

\ I 



Blll'JU.\L k..No,, LtlJLL Ul L 
i\lE r ·s IN~ l ! IVIE ur rH.\1LtYLM.l'.~ 

:\O~U.\ N. N.!\.SlU.I\. 

ftf. • u ~'81 •OWGES 

Standard Openaling Procedw e J! 01 Ub!uluUuu 1 el Au1,.arwtu~ 

f quipme nt , am.- 1 >t"'''lllt1,\f\ I '-"~ I 

.-\ pp:ir J tu-, 

\lodelJ\fak~ . TDI -t'1J\', l l I l ' \ H, ll \II 

[qu1 pm t- nt Sr. , o: I ~O\l ~' ' tO!°' l l 

Autboriwd B, : 

Sop N urnt,~, 1MJ< IJJ ~ ·'>2 

I kuJ ( ,t· Ue r1:.trtmtnt: 

Sop l'r~pared On : 

lssut'd On : 'l_ ~1 06 f U) 17 

Review On : 2 o 1 o 6 I 2-0 1. o 
- -- - ·~ - ~~-~,-ffl'+,rlc-y-----------------

Proct'dorT for 1' SC:Ca() ~~c; n1 1r l 

Fill thi- tank \\ 1th v. ater up to level marked (on the right side of the tank) 

~,lhotn ;,lxmg the Jars in bath . 
" Con.n«t hea:er plug in the socket prov ided at the rear ngh1 hand side of 

lhe stirrer umt 

3 Connect extnn.al probe in the socket provided at the re.ar lefi hand side of 

~ ~urn:-r unit 

4 Plug m the mam, '- hord~ in a 210 V A .C/1 ::; Amp power suppl~ socket. 

5 Switch on the f>OWIJ< ;,nd I fl ·.ATl-"I{ 

Th~ sttps Di~play now dc fouh In ' I · ·1 hC' l' ,\tt'C'~J~md in~ ~~m.phng hme 

m tcn, 3..1 & RP\1 for !>U:p I 11rr- d 111 rll1y{'d Ill\ th C' 1i l\\ C'1 '~ n i~pla~'(."d 

rr-spect 1" el}' 

a) 1 h~ BA J H l U ) wtl I hd ' 11\I .~ 1 "" 111 11 ,p~, Af\ll '(' ll,:-.l'la, " , 11 ~hl'" the 

bath l emp~rn cur~ 

6 l 1h the: st1rn:r urn l u:,111g Ilic [ • , I ~" ' 
7 f-1 11 the J.lf!) ~llh med1 u 111 ,l p , 11 11 1~111 ill !111,1 IAI\~ 

~ Fix the paddle! for ,k:, 11 .. d I 1'11· 111 ,..1l,11d ti t I ..,i ~ , 1·~ ,\ lh t> l' rlddle (,n the 

spindJe can~fu ll y & 11 ~ l11L11 11 IH)l11 ~ 111 1.1 I,µ \ i: 1,,•,1 \ iii f¾1, 



Bllll,JB \ L KN()WLl 4:DGE CITY, 
MET's IN S ITl'llTE ()F PHARMACY, 

Al>C_<>AN, NASHIK. 
AS SHARP AS YOU CAN GET 

-
Stundnrd 011crnting Proct·tl 11 re For Environmental Test Chamber 

f:quipmcnt Nam~:-h lV ironmcntnl Tesl 

Chamber 

l\ilodel/Make:- Remi 

Equipnumt Sr. No:- l HC 201 5, I I IC 

201 6 

1-------- - -
Location:Machine Room (MR) 

.... 
PnJ.!e No: I of I Lcvcl:O / I /2 

Sop Number: MR O I 0-0 I (2017) 

-
Dcpartml~nt Name: Mathi r)l Ro Ot1) (ti~) 

llead Of Department: 

Sop Prepared By: l\ nkit p;: H<l l'da,9 l~ Sop Prepared On: 'l 1 Io~ I~ r> 17 
P-roJ-i l< _q . BaAhe ~rJ .. 

Checked By: -h~ fr:J~~ ~ -- ~ ssu~d_o_n_= ____ 12._1_f_o_G __ f~_ 1_1 __ --i 

Authorised By: PRIN~ L Review On : .2 6 f O 6 / QO 2_ C> 

llrfTi tlCy 
~dgclOn , Nashik -3. 

Procedure for Use: 

I . SET- this key is used as scroll key to select and set all program no and 
their parameter. 

2. At power ON , the mode field will display 'S' to indicate STOP or SET 
mode. If ·r· is integrated in this fi eld , it means that the unit is now ' RUN ' 

mode. 
3. Pressing the START or STOP key brings the unit STOP mode so as to set 

all the required parameters . 

4. Pressing SET key, the display under PROG. NO. will start to blink. 
5. With the aid of increment and decrement key the required program from 

0-9 can be set. 
6. Press ing the SET key wi II aga in memorize the last paramctt! r and take us 

to the field near next RI I field, where humidity values from 40% to 96% 

can be set. 
7. The next field is that of temperature where in the case of CHM units. 

va lues from + I 0.0 degrees c. to 60.0 degrees c. can be set , where in the 

case of RHM unit, values from +5.0 degrees to +60.0 degrees can be set. 

I 

I I 



THE MET LEAGUE OF COLLE, 
BHUJBAL KNOWLEDGE CITY, 

MET's 1.NSTJTUTE OF PHARMACY, 
ADGOAN, NASHlK. 

AS SHARP AS YOU CAN ( 

Standard O~eratinii:; Procedure For Erweka Dn: Granulator 
/ 

Equipment Name:-Erweka Dry Page No: 1 of 1 Level :0 /1/2 

Granulator 

Model/Make:-Dry Granulator / Inweka Sop Number: MR 003-01 (2017) 

Equipment Sr. No:- 420109.0811 Department Name: '1}CJthir,e_ Roo rr;, ~ R) 

Location: Machine Room (:rvffi.) Head Of Department: tS0---
Sop Prepared By: Anlcit B· Hatcf aB l~~ 

P~al-1 k --~· Bad he, U · 
Sop Prepared On: 2-1fob!~t7 

Checked By: n, ,\.' W 
-~~~~· 'T\ Issued On: 2-tf 06/~0f7 

Authorised By: \F/ Review On: 2- O f O 6 f Q_.02._0 PRIN tt }tl 
, .te of 1-1r.armcn."11 MET s Instltu" 
Adgaon , Nashik-3 . 

Procedure for Use: 

1. Clean the instrument. 

2. Attach the instrument to Erweka main drive. 

3. Switch on the main drive. 

4. Adjust the required speed, and time. 

5. Start the motor put the feed through hopper (quantity- Min lOgm). 

6. Collect the granules. 

7. Switch off the mains. Detach & cleun the instrument. 

I 
I 



BHUJBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 
~S SHARP AS YOU CAH GET 

Standard Operating Procedure For Erweka Planetary Mixer 

Equipment Name:- Erweka Planetary 
Mixer 

Page No: 1 of 1 Level:0/1/2 

Model/M-- •·~:- iVMD Sop Number: MR 005-01 (2017) 

Equipment Sr. No:- 404111.0811 
1-----------------+--------------;--- -

Department Name: "1 atni n e. f<OOl'Y) ( rl R) 

Location: Machine Room (MR) Head Of Department: '-1~' ~ 

Sop Prepared B · Sop Prepared On: !:>- I (Ob/ 16 f 7 

Checked By: r.n • 
e~c::v-i,. 

Issued On: 
0...1 / 06(~f7 

Authorised By: Review On: 

Procedure for Use: Mgaon, Na,hik-3. 

I . Clean the instrument. 

2. Attach the instrument to Erweka main drive. 

3. Switch on the main drive. 

4. Adjust the required speed, and time. 

5. Arrange Teflon scrapper in a way that it should create slight pressure on 
the wall and not allow the product to adhere. 

6. Mount the mixing blade. 

7. Put material to be mixed in the mixer, put the lid. 

8. After the mixing time switch OFF the main drive. 

9. Unload the material. 

10. Dissemble the instrument and clean it thoroughly. 



BHllJB.~L KN()\VLED(;E C.'ITY, 
MET"s INSTITUTE ()F PHARMACY, 

AD(;()AN, NASHIK. 
AS SHARP AS YOU CAN 

.---------------------

I ,-

Standard Operatine Procedure For Erweka Double Cont.· l\1ix,·r 

- ~ , ~ 
Equipment Name:- Erweka Double Cone Page No: l of l Level: () / 1/2 

t\1ixer 

1\todel/Make:- Double cone Mixer / Sop Number: MR 007-0 I (201 7) 

lnweka 
-

Equipment Sr. No:- 411110.0811 Department Name: Mctth\lH'_ Poor}) (MR) 

Location: Machine Room (MR) Head Of Department: - ~ 1i:, 
Sop Prepared By: AY\Klt S, Htffdas ~tim: Sop Prepared On: 

, ~ • I 

f~llht, c· &l.q~e ti~• 
Checked By: ~ ~~.W - Issued On: 

f\ I 

Authorised By: 
PRINC~ 

v· Review On: 
~l 

MET's Institut e of Pharmacy 
.A.dgaon , Nashik -3. 

Procedure for Use: 

1. Clean the instrument. 

2-1( 06f!l-017 

2-1( 0~1'1017 

Q_ o I o 6 r ~o 2-- o 

2. Attach the instrument to Erweka main drive with universal gear. 

3. Switch on the main drive. 

4. Adjust the required speed, and time. 

5. Put material to be mixed in the mixer, put the lid. 

6. After the mixing time switch OFF the main drive. 

7. Unload the material. 

8. Dissemble the instrument and clean it thoroughly. 

-

I 



BHUJBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 
AS SHARP AS YOU WI.GD 

-
Standard O(!eratin2 Procedure For Erweka Main _Drive 

-----
Equipment Name:-Erweka Main Drive Page No: I of l l 12 

I 

Model/Make:- iVMD Sop Number: MR 00 1-01 (2017) 

Equipment Sr. No:-401104.0811 Department Name: Malh int PoofY) l MR) 

Location: Machine Room(MR) Head Of Department: ~~ -v 
Sop Prepared By: ~ n ~ 1-f: B-Ha..-d a.s (A~~ 

f~~ ik'.s . .ea.dne ~ -
Sop Prepared On: ?. I IO 6 I.2017 

Checked By: ' r, ~ ' ~ ~X1· 
Authorised By: 

-- L
1/e K ~ 

0-: ~L r - •• -
MET's lnstltutt of P111rmd• 

~dgaon , Nashll<. -3 
Procedure for Use: 

Issued On: il I / 0 6 ( 1C) 17 

Review On: 1~ /ob I ~ ~'.L O 

1. All outer non electrical parts should be cleaned with cloth. 

Note: Do not wash with water. 

2. Operation: Attach the attachments by means of knurled nuts. 

3. While, the heavy attachment are attached by means of four nuts. 

4. For the drives such as Dry Granulator, Wet Granulator, Homogenizer, Planetary 
Mixer, Double cone mixer, universal gear should be attached prior to such attachment. 

5. The drive can be switch on or off with on/ off push button. 

6. Timer can be adjusted to particular time by knob on main drive 

(Time O - 9999 SEC/MIN). 

7. Adjust the speed slowly with adjustable speed drive as per requirement (Speed 6- 400 

RPM). 

8. After fini shing the particular operation the attachment can be removed by loosening 
the nuts and slowly removing the attac hment fro m the main dri ve 

9. Clean the dri vt.: after fin ishing the joh. Note: In case of any emergency, stop the 
operation by pressing th~ " E1m.:rgc11cy Knob". Depressing thi: same knob again wi ll 

n:start the main drive. 



BHU.JBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 

TH MlT LIAGU( Of COWG£ 

AS SHARP AS YOU CAN G 
--·-- - - - -- ---- ---
Standard Operating Procedure For Erweka Wet Granulator 

- -------.----- -·---~~~-----~ 
Equipment Name:- Erweka Wet Page No: l of I Level :0 /l/2 
Granulator 

Model/Make:- Wet Granulator / lnweka Sop Number: MR 004-01 (2017) 

Equipment Sr. No:- 419108.0811 Department Name: r,au,,·ne RDOYl) t f'11 RJ 

Location: Machine Room (MR) Head Of Department: ~ b 

-S,-o_p_P_r-ep_a_r-ed_ B_y_: A-=-n~ki-:.-, t--=B,--, l--iQ_"r_,.q-49---,,~-~T-v---+-S-o_p _P-re_p_a-re-d On : 'l. 1 { o 6 ( ~-D I 7 
P"fa .. t1\<: .S · R adh e tv,cY 

Checked By: ~ ~i;:,\'c,..9, ·y;[, Issued On: Q__ 1 f o 6 ( ?_ o 17 

Authorised By: PRINCtlfu~ Review On : ~0 l O 6 / UJ Q_O 
··--, ... 

, ... .;, . , , ..,~1l u ·, 1:: u , r- 11 ci r111i.lCy 

Adgaon, Nashik-3. 

Procedure for Use: 

1. Clean the instrument & sieve. 

2. Attach the instrument to Erweka main drive. 

3. Switch on the main drive. 

4. Adjust the required speed, and time. 

5. Slightly tight the sieve. 

Note: Sieve should not be stretched too much it wears out fast. 

6. Start the motor put the feed through hopper (Quantity- Min 1 0gm). 

7. Collect the granules, Remove sieve, clean it and again mount back. 

8. Switch off the mains. 

9. Detach & clean the instrument. 

'---·---------·---------·-- - - ---------------- -----



I 
I 

~ 

BHL1JDAL KNOWLEllUt <Tl }', 
MET's INST1Tl1lt OJr 1*11 AKM.£\Ct 

ADGOAN, NM .~ , 

L- Sta~danr ?P!r&tin& Protedury J{ UI l' r11thllilx.J E!I I\D~ ll!! 

I Equipm~nt name - Fri ahtl 1t~ fcc;t l'nll4' Nw lid I tAt·¥~f:O/J/2 

Apparatus 

Model1~1a kt' : MFT \ l . \ 11 

Equipment Sr. ~o: 4652 

Location : Mach ine Room( i\ tl{) 

t Sop Prtpared B~·: Ar \. 1i B · Hn ' d()~ ~~~1 
r ) .t t i k' ~- JiuJh f' ~ J tc ~ ... :-""'\ _ , 

CheckNI B~: _lL".t~ ,~ •v' ,~-rv-.~ 
~ uthorisro B)·: \,~ .,~ 

Sop Numl,t n MH 11 I ~--02 (2() 17) 

l1t•11urlmc11 I Nam•• 1'1<10 11 11 " Pootri ( !"IR )-1 
llcud Of l>cpartmcnt.: 

Sop Prepared On : 2 1je, i; 12 0 17 

lssuec.J On: 2 If o £ / '2 017 

Review On : 20 /o 61 ~ ~ 'LJ.,. PAINd{pt\ _ ___._ _____ _ 
HITS Institute of PhMtl hlCY 

.t.'1qa()(' , NMh tk 3 

Procedu~ for t ·se: 

I. Clean the instrument. 

2. Open the lid & place previously weighed 20 tablets. Close the lid. 

3. Switch on the instrument. 

4. Adjust the ti me as per monograph. 

5. RWl the instrument for time given in specitic3tion. 

6. Switch off the instrument o ftcr operation. 

7. Open the lid. 

8. Take out :rnd weigh the tubl t ls 

9. Clean the instrument. 



~-----------------~~==:--:==--THE MET llAGUt Ot \UU.tbt 

BHUJBAL KNOWLEDGE CITY, 
~-1 t~T's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 
AS SHARP AS YOU CAN GET 

Standard Operating Procedure For Lab Stirrer 

1 Equipment Name:-Lab Stirrer Page No: 1 of 1 Level:0 /1 /2 

Model/Make:- RQ-1221 D,REMI 
ELEKTROTECHNIK LIMITED 

Sop Number: MR 009-01 (2017) 

Equipme·,t Sr. No:- FEUG 14750, 14752, 

16353, 14748, 14753 

Department Name: Moth, t1t. Reom lM R) 

Location:Machine Room (MR) Head Of Department: 

Sop Prepared By: B, H~IJ'qQS' 
' · B~h 

Sop Prepared On: 2 110 6 f ~ (7 

Checked By: Issued On: 2-\ J o ~ ( fl-017 

Authorised By: Review On: Q.c I o 6 I 2-0 2- o 
Procedure for rm.J Cv 

, as ik-3. 

l ----- -.. 

1. Clean and install shaft to stirrer motor. 
2. Plug the wire of motor to speed regulator. 
3. Ensure that the button of the speed regulator is off and the knob is at zero 

position. 
4. Plug the wire of speed regulator on the mains switch and 'on' the main 

switch. 
5. Place beaker containing solution to be mixed under the shaft. 
6. Adjust the height of shaft with the help of clamp. 
7. Ensure that propeller should not touch the bottom of beaker and to the 

side wall of beaker. 
8. Put 'on ' the power switch of speed regulator. 
9. Slowly increase the speed of propeller by moving the knob in clockwise 

direction Note-while mixing hold the beaker on its position. 
IO.After mixing turn the speed knob to zero mark . 
11 . Put 'ofr the speed regulator power switch. 
12.Raise the shaft with the help of clamp. 
13. Clean the shaft properly with water and dry it carefully. 
14.Switch off the mains. · 

--- ---- --------- - . -



BHUJBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, · ~ 

ADGOAN, NASHIK. 
AS )HARP .' J ,~li CAN GE 

Standard Operating Procedure For Mini Quest- T (Tablet Coater) 

Equipment Name:- Tablet Coating Machine Page No: lof 1 Level:0/1 /2 

Model/Make:- Mini Quest- T/ ACG Sop Number: MR 028-00 (2017) 

Equipment Sr. No: M004T Department Name: Machine Room (MR) 

Location: Machine Room (MR) Head Of Department: 

Sop Prepared By: 
r k S- : 

Sop Prepared On: 21(06(~017 

Checked By: Issued On: 2-t fof>f 2-~l7 

Authorised By: Review On: 
Q Of 08 f 2-0 2 0 

Procedure for US@ET's " 1, 3 Mtgaon , Nash, ,..- · 

1. Put 'ON' the main switch on the wall of the machine. 

2. Release the emergency knob, if red light appears then press blue switch (reset button) 

3. Put on the 'START' button to start the machine. (Pressure should be 6 bar or more 

than 5 bar; Knob: Vertical - ON ,Horizontal -OFF) 

4. Before going to the coating operation spray pattern is checked by pressing spray lest 

on process operation two windows. 

5. Remove the window and put the tablets into the pan. ( Capacity of pan 12l :ogm) 

6. Display will show the window for Process Operation 1, then set the all pararn~ters ,a. 

Inlet temperature b. Exhaust temperature c. Process time Inlet 

temp > Exhaust temp. 

7. Window will show Process Operation 2, set the pan RPM and adjust the DP Pan.(DP 

= 0 to -I) 

8. Start the process (PROCESS ON --+ PAN ON--. HEATER ON) 

9. When process time is completed OFF the heater 

I 0. When temperature is reached to room temperature OFF the PAN and PROCESS. 

11 . Remove the window and unload the coaled tablet. 

12. Switch OFF the machine by making knob horizontal. 

13. Switch OFF the Compressor 



r 
I 
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THE MET UAGUE OF COLLEGES 
BHUJBAL KNOWLEDGE CITY, 

MET's INSTITUTE OF PHARMACY, 
ADGOAN, NASHIK. 

AS SHARP AS YOU CAN GET 

Standard O~eratin2 Procedure For Monsanto Hardness Tester 
/ 

Equipment Name:- MONSANTO Page No: 1 of 1 Level :0 / l /2 
HARDNESS TESTER 

Model/Make:- Dolphin Sop Number: MR 012-02 (2017) 

Equipment Sr. No: Department Name: MOU,1ne. ~oomlt'lR) 

Location: Machine Room(MR) Head Of Department: 
\ 

.,~·J'>-
-

Sop Prepared By: AntitB•Ha~Q.~ ~~ 
PiroJ\~ .9 ·9aLJhe f;;J_• r. 

Sop Prepared On: 2-110612-017 

Checked By: \ .o , ~' ~ 
~ -'3)~~ l 

Issued On: 1- I] 0 b I 1.a,17 

Authorised By: 
pa\NCl~r' 

Review On: 20/06/~'U> 
--· 

e OT 1"1 •• 
,_ 

MET's 111st\tut . 3 
,Mgaon , Nash1I<. - · 

Procedure for Use: 

l. Clean hardness tester. 

2. Place the tablet vertically between the plungers of the hardness tester. 

3. Adjust zero or note the initial reading. 

4. Rotate the screw clockwise until the tablet breaks. 

5. Note the final reading. 

6. Subtract initial reading from final reading. 

7. Clean the instrument. 

·- -----------------



HlllJ,JBAL KNOWLEDGE CITY, 
Mr◄:T•s INSTITllTE OF PIIAl~MACY, 

A I)( ~OA N, N ASl-111<. 

mr MET LlAGUE or COllEGI~ 
I 
I 

AS SHARP AS YOU CAN GET/ 

Shtndurd Opcrnf ing l'rm:t•durc For Ointment. Filling Mnchinc 

Equipm,•nf N~rnu•:- <>INTMl<'. NT Fll ,l ,IN(; 

I\IAC 'IIINE 

Mmkl/Mnkc:-

E,111ipml'llf Sr. No :-

Lorafion: Mad)inl' Room(MR) 

Sop Pn·pnn'd Hy: 

Cht•l·kc.·d By: 

Aurlwriscd Hy : 

PRIN 
MET's lnst,t ul c of I 1ar 

Adg aon 

Procedure.· for l lsc.• : 

Pa~l' No: I ol' I L,·vcl:O / 1 /2 

Sop Numhcr: MR 34 

l>l·partmcnf Name: nC't ( k{fl<' ~"0"1") 

Ill-ad Of Dcparfmcnf : ~ 

Sop Prepared On: .P\ f 06 I' t'Jlt-

Issued On : 

Review On: 

?110612 01+ 

?llt>6l'l.0 1- 0 

I. J\ss11n; the cleanliness of the machirn.: 

2. Fill the malcrial inlo th<: hopp<:r. 

3. With the help of hand operated liv<:r fill the ointment into ch1: container 

by pr<:ssi11g the liwr. 

4. Wipe the spi llage alkr usage and get ready the container for Sl.!aling. 

5. Fill lhl.! new co11lai11cr again. 

6. Clean the nwchinl.! alkr use. 

I 

I 
I 

I 
I 
I 



l\1ET's INSTITUTE OF PHARMACY, THIMnLuGU10,couacu 

Blll l.JBAL KNOWLED<~E CITY, 
a1><;<>AN, NAs1111< . 

AS SHARP AS YOU CAI GO 
- - -

ST:\Nl)J{F,I) OPRATIN<; PROCEDllRE FOR SIEVE SHAKER 

EQl 1lP:\IF:\T ~:\:\tE :-SII .- VE SH;\K LR ' l'AGE NO: I nl' I ",()I' '\O : PH-07 

- - ------
:\lODEUM:\h:E:-SI 11 L \L SCIENTIFIC DEPARTME\"T NA,tE :PII A.\L\ CEl .TIC~ 

EQUP:\lE:'\T SR NO :- DEAD STOCK :'.TMBEH: 

"606::!006 MET/BKC/BPH, l'\ S M 1\ CHl N\1 -0 I 2006-07 

--
LOC A Tl ON: PHARMACEUTICS LAB HEAD OF DEPART\IE'.\T: Dr. '\ . A. Thomhre 

1 PROCEDURE FOR USE: 

1. Clean the sieves. 

2. Arrange the sieves serially according to the sieves number. 

3. Attach to drive by using two knurled nuts. 

4. Place the material in uppermost sieve. 

5. Ensure that the sieve packing plate is placed and packed properly . 

6. Adjust the time of operation by knob provided on mai n drive. 

7. Sta11 the machine. 

8. Stop the machine after operation is over. 

9. Remove the sieve afte r operation is over. 

I 0. Collect the material. 

11 . Clean the sieves. 

PREPARED BY -r- c 11 cc Kr.o BY 

~s· I . 1gn 

Al'TllOl{lSED UY 

Datt: 

Name 

ci,\rJl\ \ 2 v\1 

~ 'Ko 'f'() &l · \.J 

l 

I 
r,t,_,\ r. ~,\l) t-\l . c, 4 \ti¼\ ')<>11-

vb· ~f'\'\lro~e~ · ~ ~'\~~~~ 
_I ~ . 



BHll.JBAL KN{lWLEDGE CITY, 
ME T ' s INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 

lS SHOP AS YOU.~ ~ 
Standard Operating Procedure For T25 Ultra Turrex l I 

Equipment Name:-High Speed Page No: l of 1 Level:0/1 /2 
Homogenizer 

Model/Make:- T-25 IKA Ultra Turrex Sop Number: MR 023-01 (2017) 

Eq•npment Sr. No:- Department Name: 1'1ath i I') e Qoorri l 1'11 ~) 

- ---------------+-----------------.-----------1 
Loc~tion : Machine Room(MR) Head Of Department: 

Sop Prepared By: Anki ~ B · Hoirdas Sop Prepared On: 
Prcui"k'. s · Bacl~e ",,/,..,,v-,.,.,.,. 

Checked By: 

Authorised By: 

Procedure for Use: 

Issued On: 

Review On: 

armacy 
Adgaon, Nashik-3. 

12,1os /20 17 

l . Install Dispersic1 ·ool by Turning Handle Knob to motor. 
2. Ensure that the button of the Homogenizer is off and the Adjusting Wheel 

is at zero position. 
3. Plug the wire of Homogenizer on the mains switch and 'on' the main 

-:;witch. 
4. Place beaker containing solution to be mixed under the Dispersion Tool. 
: . Adjust the height of shaft with the help of clamp, in such a way that shaft 

should remain immersed minimum 45 mm in the solution and 10 mm 

from bottom. 
6. Put 'on' the power switch provided on the motor. 

7. Adj ust required speed by adj usting knob (3400-24000 RPM) . 

8. -\fter mixing tum the speed knob to zero. 

9. Put 'off the power switch. 
l 0.Remove the Dispersion Tool by turning handle. 
11.Disassemble the Dispersion Tool by using Flat key, Shaft Key, and 

Generators Keys. 
12.Clean the shaft properly with water and dry it carefully . 

] 3.Assemble the Dispersion Tool by using Keys .. 

I 
I 
I 

i' 
\ 



Blfll,JUAL K.~OWLtJJ(,,t {, lJ yf 
MET', INSTrJ l Tt 0~ J' lfAJ~i Y, 

Al>(,(JA ~. "A',JflK. 

Standard OQ£ratin2 Pro5tdurr f•,r J pJ,Jrt {. ,,vu,u ••J•m \1lfdtJ1,! 
/ 

Equipment ~am,· I ahl ct ( omprc 1;i.1,111 

vfach ine 

1• I\ (, t "- ( >; I ,, f I t V f, I U J / ' 

Model/ \1ake: -M1n1pre,, I , Karnaval1 

Equipment Sr. :\o: 

'-lop ,umhrr: 'v1 P r, ,,, (() (''"I J 

l>eparfmrnf ,samr : ,-.111) , , , , flr,,,,.,r 11 t, } 

Location : Machine Room( vf R J ll r~td ( )f Uepa rl m1·n t · t 
Sop Prepared By: Ad H ~- Pl')'Yt1 1< ~!h t 

"1 1~ , ~ t; Rad"1P I i,1, 

~op l'rr pared On : ? I/ f; {, l'J ,, 17 

Checked By: \0, "", r 1• J-.ur d On : 
' 'J ~'"" ' 'j~\,. 

Authori~ed B~·: ~ Mr, irw On : 
PP.11'-f{:. IPAl 

tt ,,! ~.. . .. • 
Procrdure for l 1t~tT \ tn,lit \: J 

~Ne,,J 

'J , I f) (, , , , ) I '/ 

Hcfore handlini: m.ichinc make , urc 11 1, "Cll •l lc1111cd yrc.J -.cd amJ 1n wu,~, , 
cond111on 

1 Open the protc\.11, c fi hrc ~unrd 
3 Loosen lht' die hole.ling '-U C\\ ,uuJ pl,H.c 1hc die 111 the die U JV1ly 

4 r11 the die complctl· I~ " uh IA!pptng Imm the uppcr ,,pcn,ny h1 U\lnj,! I omm) 
5 T 1ght the s.crc" cn, urt that 1hc die " not hi.!'- ln l( edge, 1Jn 1hc platf,,rr 
6 RemoH the Upp<"T punch (,mall ) tnu .. k holder \<.:.re" und plill..c the ur, _r fJtmlh 

b~ mo\lng the ,, hed \. l<X,1,.'-' " C and fir the trnck plate and \Cr l""" 

7 RemO\e the guard the lock of the lmi,cr punc.h Plulc the lo"'cr punl h (1 '1!,' '... J 

from 11 

8 Place anti-turning plate to II 

9 Replace the lO\.\Cr punch lock 
IO Replace the guard. 
I I Place the feed frame and the hopper 
12 Operate the machine manually and chcd for c.1ny 
13 Metall ic no1.~c of friction of any improper fitmcnt 
I 4 Place the material in hopper and compn:c; \ the tablet by adJU!ltmg weight and 

volume through the knob-; in the lower i,idc of the machine 
15. Afler completion of work remove the lower punch, then upper and the die 

cavity. Clean the punches, die'.'> and compn:~~ion machine after U\C. 

l 



---- - ----- --------~--------~-=-~~~--~ 
HE MET LEAGUE OF COUEGES 

BHUtlBAL KNOWLEDGE CITY, 
MET's INSTITUTE OF PHARMACY, 

ADGOAN, NASHIK. 
AS SHARP AS YOU CAN GET 

Standard Operating Procedure For Vernier Caliper 

Equipment Name:- VERNIER 
CALIPER 

Model/Make:- Dial Calliper/ Advance 

Equipment Sr. No:------

Location: Machine Room(MR) 

Page No: lof 1 Level:0 /1/2 

Sop Number: MR 014-01 (2017) 

Department Name: Machine Room (MR) 

Head Of Department: 

Sop Prepared By: AT\tt t B, HarrQ<t9 ~ ] Sop Prepared On: .2.1 / o t / 2._o I? 
'fat!'\<~ · Bad~e, ~ , 

Checked By: Issued On: 2. t l o 61 ~ 17 

Authorised By: Review On: 2-0 I O 6 I 'LO 2-0 

MET's Instltu-1: t of Pharmacy 
Adgaon , Nashil<-3. 

Procedure for Use: 

1. Unlock the calliper with the help of dial knob. 
2. Place the tablet at pointed edges and adjust it with the help of scale knob. 
3. The reading appears on the dial and is measured as thickness. 

Scale: 1-1 S0mm 

---------



ME T's INSTITlJTE Of PIIAUMAC ¥, •M~41f-"W 

BHUJBAL KNOWLEl>G t CJTY, 
ADGOAN, NA SfllK. 

tiwtl.iS lQHM.GD 

FUMIGATION OF ASt:PTIC BOOM 

EQUIPMENT NAME:-ASEl'Tll' HOOM I' A( a·, NO: I of 2 

MODEL/MAKE:-

EQUIPMENT SR. NO:- HEAD STOCK .'\C\fHf.U; 

LOCATION : PHARMACl ·: UTICS LAB HEAU Of' Uf.PAR1-:Mf..~T: Dr. ~ - A. Tbvmbrt 

FUMMIGATION PROCEDURE 

I) Fumigation should be carried out at the end of the production ope,rzticm tv.i ce in a momh 
and whenever required . 

:n Production person shall ensure that raw Material , finished goods. iro.ermediates or in 
process goods should not be present in area of Fumigation. If present cover al] the 

materials with polythene bags. 
3) Always use nose-mask and Goggles while doing fum igation as Gr2lll}cid is irritating to 

human eye. 
4) Windows, doors should be closed; AHU 's should be S\\itcbed off before starting 

fumigation . 
5) Place 5% Gramicid in the fogger and switch "ON" the fugger. 

6) After fumigation of area is complete. Switch "OFF. the fugga- .snd sffi:\ed the label as 
"Area under fumigation, do not enter" on every side of the ena--~'.e.. 

7) Allow the fumigation fumes to stny for :tblllll 6-7 hrs. 

8) The alternative should he llf dillt:l\.'l\l d\t'mi1.:~tl s. ~~ ;mod preter~ possess 
different spectrum of anti-microhinl m:1ivi1y. 

9) Disinfectants of dit'lercnt l:hcmicul t~·ixs s.lwuld t\\\l ~ mi '.\.t.'1 ;U1ki J i~1r~1. ... sh1..-i~ld not 

be mixed with cleaning ngents. Mixing rn11 1,-~utt in Jm ... ~i"' t-.."\lU..'tll"l'l'l !'ti anti microbial 
activity. 

I 0) Disinfectant and cleaning agents shl,1ild ~ frt,~,l~ f'if<'{'\:\t\'\.1 no~ water k )T mjection 

should be used for dilution if re4ui rt.·d . 

11) Aqueous dilutions shoulu 1101 be s1nre-d lW t1migh1 ~1s mk.f\, ,\1).1';-\\\"'-~n .. , "~ l?f\.)\\ ' ()n storage. 

12) At the end of the pracLical, drain the c.\l'oss !-.\1 11111,~\ \' f \.'\(\;\mt~ ~~,t:- and ~infocrnnt in 
the drain line wash and dry the empty i: l)tHainor 

13) Mop the working area with 70'lo lsoprnpyl .-\knh,1.l .\nt":\ "'"\'l't«~~, ,~'pr~ .. '11.~l. 



J 

~ 

M ET's INSTITUTE OF PHARMACY, rt1arrwaro,cowGft 

BHU.IBAL KNOWLEDGE CITY, 
ADGOAN, NASHIK. 

AS SHilr AS YOU WI G[f 

FUMIGATION OF ASEPTIC ROOM 

EQl llPMENT NAME:-ASEPTIC ROOM PAGE NO: 2 of2 I SOP NO : PH-10 

MODEL/MAKE :- DEPARTMENT NAME:PHAMACEUTICS 

EQUIPMENT SR. NO:- DEAD STOCK NUMBER: 

LOCATION: PHARMACEUTICS LAB HEAD OF DEPARTMENT: Dr. N. A. Thombre 

14) Fumigate the aseptic room with 95% potassium pennanganate in fonnaldehyde after work 
is over. 

15) Clean the entire Aseptic room using Floor mops such as Cloths and sponges (non fibre 
shedding), Ceiling mops (non particle shedding) 

16) After the specified time of fumigation is over, enter the area only by starting exhaust for 
about 30 minutes. 

17) Conduct cleaning before processing any product in the concerned area. 

18) After 30 minutes, start the AHU ' s allow to stabilize to attend required temperature and 
humidity then start the routine production operation . 

PREPARED BY CHECKED BY AUTHORISED BY 
r--.. 

Sign .,.. G{F (\~-t ---)(}->-- ~ 

Date 
r- t\ \C> t,bo,,.. ,' l \ \ (.LI\ 2 0 I f- ( '-\\ () kl/ 'l<, I ) 

-

I 

Name "''"'( .. .... , ~ \., . Plb \~· ~T ~,,~ ( •'i)o 
~! 0 \ 1'<"~(1 _ ,_ - - - -- - -- j 

·----



















Bhujh:11 Knonkdgt' Cit~· 
l\lF.T~ in~tituk of Pharm:u.·~·, N:1~hik 

STANDARD OPER·\TIN(; PROCFIH1RE FOR C001'S Cl.t:\IIU~a; ..\l'l' .\R.\'l'l'S 

t-.-lETs inslilllll' l,r Ph:ll'lll :h.'\ . :\d t;;h)l\ . !\.1shil-. .t 22(ltl ~ - . ' 
l)l'p:trlml'III : i l.n~nrion : 
Pharn1:11.:nll,~~ , Ph;1m1:11.·\ll1'S~ I :1b. 
Suhjl'l'I : S1:md:1rd Opl'l':llin ~ P1\ 'l.'l.'dll1\' !'(,r 
COOKS Cl lt-.lHIN( i :\l'P :\R .\ n 1s 

SOI' ~ll : \II ' 11()1' l'l O; 
l11stn111H'llt 1'l1 : - _l 

:\ I :1 k,, : - l) ;\II : l i \ SC II' N I 11 ' I l . 

INlll'S l'Rll 'S 
lnstrnml'llf Nnml' : -cnnKs Pl)I I' l ' l l~IHI Nl; ·\l'l' ·\R\ n 1s 

dimhin ~ ;1ppm:\lus . 

-1. lrn11wdi:1tcl) 1'1\:ss 1lw S1:1r1 S11,,, hu11,,n 11, s1 :1rt tim111 ~ 

) . :\tkr '.' s ,,t' l'llllill ),! ,,11 thl' bu 11t:r , mild l'k\'lrk :•dh1,I-.:- \\ t'l'l' ~ l\ \'11 th1'\iu ~h tlw sl :1i11h..-ss 

Sll'l.'I ~rid n, \\)I', 

(1 . l'lw m:1~11itlldl' l 1t' tlw, ,1lt:1 ~1..' \\' :1s :ldl\lll:lll' l 1 ll \ ' ) ll' st1111ul.11t· tlw mt 11, 1's1'H1'l.' f1\1111 tlw 

11,H,r :111d dimb 1lw 1'1'k . 

S. .-\1 k :1st IO S\l('h tri:lls \\\'\\' l,!i , l.'11 ll' ,-;11·h t';I I :11 :111 111trn ;\I 1.>t' I rn,11 1','I dn) 11,r l ll d.1, , . 

.-\lkr :11,,,ut I \l d:i~ s tr:1111111 ~ s,:ht,luk. n11,st ,,t' 1lw r:,t s k :1mr,I 11, ,:li111l, thi: 1'1.'k " ithin .;; 

s ,,t' st;1\'li11~ 1lw bun ~r 11,, :1, l,id tlw rk,·1r11.· 1;.,,,1 sh1wb, 

1) l{:11s. :1, ,,idin~ till' (~\1'( sl111,·l-.s in ;\II \ tl ,,111 ,,r I \l tn:lls, \\ t'l'\' ,·,,11, id\.'l\,I {\) h.,, l' 
,k\'l'h,pi.:d ,·,,11di1i,,111.·d :1,,, id:u11..'l' t\.'S t'1 111s,' t'iir l1111h"-r 1.''-l'"'11111r11ts. \ II lrHi11,•d r,ih \\l.' l\' 

dh idrd r,11hh 1111l~ i1111, t'i ~I\I ~t\'lll'S :111d \\ t't\' u,\··d l\lt t111tlwr r , pr11 111,·1u , . 

I 0. Anlil's~ ,·h,,t i\· :wti, it~ is s1.'t'11 11' tlh' ;11u111:ll 1\·111;11t1:- ,,11 tlw l11.,,1r :1lkr th,' t,u u ,·r. 



METs institute of Pharmacy, Adgaon, Nashik 422003 
Department : Location: 
Pharmacology Pharmacology Lab. 
Subject: Standard Operating Procedure f-or 
COOKS CLIMBING APPARATUS 

rso 
Ins 

I 

I 

P No: ML'f IOP/PL/03 ~ 
trumcnt No : - 3 

Make: - OMH,A ~C If :NI If I( 
I INDlJ'>'I RILS ___ / 

Instrument Name: - COOKS POLE CUM BING APPJ\RJ\ T us 
Effective Date :20/06/2018 Review Period : I year l Pag c No.: I of 2 

11. After testing the last rat, wipe clean the apparatus with detergent then with 70% 

ethanol. 

Sign 

Date 20/06/2018 

Name Ms.A.B. Tajanpure Mrs. N. L. Dashputre Or. P. B. Udavant 



MET's INSTITUTE OF PHARMACY~ THE MET LEAGUE OF CO[UG(~ 

BHUJBAL KNOWLEDGE CITY~ i 

ADGOAN~ NASHIK. 
AS SHARP AS YOU CAN GET 

STANDRED OPRATING PROCEDURE FOR DIGITAL WEIGHING BALANCE 

EQUIPMENT NAME:-DIGIT AL PAGE NO: I of I SOP NO: 

WEJGHJNG BALANCE 

MODEL/MAKE:-WENSAR DEPARTMENT NAME:PHAMAC OLOGY 

EQUIPMENT SR. NO:- DEAD STOCK NUMBER: 

MET/BKC/BPH/INS/DEB-19/2017-18 

LOCATION: PHARMACOLOGY LAB HEAD OF DEPARTMENT: Dr. P.B. Udavant 

SOPPREPA~BY: CHECKED BY~,J AUTHORISED BY: 

Dr.~ Mr. Vaibhav Gangurde Prof. N .L. Dasliputre 

• 
SOP PREPARED ON: ISSUED ON: REVIEW ON: 

PROCEDURE FOR USE: 

I. Turn on the weighing balance. 

2. Place weighing container or paper on the pan and close the door. 

3. Press TARE buttons and should read out 0.000 g, to change the Digits Press MODE 

button . 

4. Carefully add the chemical or sample until the desired mass has been weighed. 

5. Carefull y remove the weighed items and press ZERO button to re-use balance. 

6. Remove the split chemical if any by using brush and the clean it properly. 

7. Turn off the balance. 

PRECAUTIONS: 

1. Protect balance from dust. 

2. Keep weighing pan clean and dry. 

3 . Maintain the level of the balance during weighing 



Bhujhal Knowledge City 

METs institute of Pharmacy, Nashik 

STANDARD OPERATING PROCEDURE FOR EDDYS HOT PLATE ANALGESlOMETER 

t\-1LTs institute of Pharmacy, Adgaon , Nashik 422003 

Dl'partmcnt : Pharmacology Location : Pharmacology Lab. 

SOP No: METIOP/PL/0 I 

Instrument No: - I 

Suhj<.'ct: Standard Operating Procedure For EDDYS HOT PLATE Make: -ORCHID 

ANALC,ESIOMETER SCIENTIFIC 

lnstrum('nt Name: - EDDYS HOT PLATE ANALGESIOMETER 

Efkctin' Date :20/06/2018 Review Period : I year Page No. : I of I 

► PROCEDURE:-

1. Transport mice to the laboratory 111 their home cages. Allow 15 minutes for the mice to 

acclimatise. 

-, Switch on the hot plate apparatus to heat up the surface of the h9__! plate to a constant 

temperature of 55±0.2°C. 

3. Mice are placed on the hot plate (dia. 20cm), which is surrounded by a clear acrylic protection 

casing (25 cm tall, open top). 

4. Immediately press the Staii/Stop button to start timing. 

5. Press the Start/Stop button again to measure the latency for the first sign of pain, while the 

tested mouse shows a hind paw licking, flicking, or jumping. The mouse is immediately 

removed from the hot plate and returned to its home cage. The latency time is displayed on the 

control unit screen. 

6. If a mouse does not respond within 30 seconds (Cut off period is 30 sec.) the test is terminated 

and the mouse is removed from the hot plate. 

7. Ensure that the mouse has not any tissue damage before returning to its home cage. 

8,. Wipe clean the apparatus with detergent before testing another mouse. Re-heat the hot plate 

and wait temperature to the setting unit. Then start next test. 

9. After testing the last mouse, wipe clean the apparatus with detergent then with 70% ethanol. 



METs institute of Pharmacy. Adgaon, Nashik 422003 SOP No : METIOP/PL/0 I 
t-:::------::---:------:--.------------+--------

DcpartnH·nt : Pharmacology Location : Pharmacology Lab. Instrument No : - I 

------------'--------------+--------
Sub,iN·t : Standard Operating Procedure For EDDYS Make: ORCI IID 

HOT PLATE ANALGESIOMETER SCIENTIFIC INDUSTRI ES 

Instrument Name : - EDDYS HOT PLATE ANALGESIOMETER 

Effectiw Date :20 /06/2018 Review Period : I year Page No. : I of 2 

Caution: To prevent scratching the surface of the hotplates, NEVER use tweezers or other 

sharp objects when cleaning. If wipes are used for the cleaning of hazardous chemicals, please 

keep the wipes under the hood over night before disposing them into trash bin . 

There are three things to pay attention to when using hot plates. 

1. Log in the sign in sheet before using the hot plates. 

2. Use the hot plates under the hood, and check the air circulation of the hood if you are 

handling hazardous chemicals. 

3. Keep the top of the plates clean. Use non-abrasive cleaners to clean the top plates after using. 

Note 

General laboratory procedures should be followed, which include: no eating·, no chewing gum, 

no drinking, and no applying of cosmetics in the work area. Laboratory coats, mask and gloves 

must be worn at all times in the work area, unless the protocol specifically describes the 

appropriate attire for the procedure. 

Checked By: Approved By : 

Sign 

Date 20 /06/2018 

Name Ms. A.8.Tajanpure Mrs. N. L.Dashputre t)r. P. B. Udavant 



Bhujbal Knowledge City 
METs institute of Pharmacy, Nashik 

STA~DARD OPERATING PROCEDURE FOR ELECTROCONVULSIOMETER 

I METs institute of Pharmacy. Adgaon. Nashik 422003 SOP No: METIOP/PL/04 
Department : ' Location : Instrument No : - 4 
Pharmacology I Pharmacology Lab. 
Subject : Standard Operating Procedure For Make: - ORCHID SCIENTIFIC 

' ELECTROCONVULSIOMETER INDUSTRIES 
: Instrument Name : - ELECTROCONVULSIOMETER 
I 
I 

Effectin Date :20 /06/2018 I Review Period : I year Page No. : I of I 

PROCEDURE :-

! . Transport mice to the laboratory in their home cages. Allow 15 minutes for the mice to 

acclimatise. 

Divide the mice into two groups containing eight mice each. 

3. Hold the animal properly. place corneal electrodes on the ear pinna. 

4. Set the prescribed current (45mA for 0.2sec). 

5. Plug the pin and switch on the Button of Electroconvulsiometer. 

6. Apply the prescribed current (45mA for 0.2sec) through ear pinna electrodes. 

7. Note different stages of convulsions i.e. I) Tonic Flexion 2) Tonic extensor 3) clonic 

convulsions 4) stupor. and 5) recovery or death. 

8. Note the time (sec) spent by the animal in each phase of the convulsions. Repeat with other 

animals of control group. 

9. Inject standard drug i.p. to a group of 3-4 rats or mice. Wait for 30 min. and subject the 

animals to electro convulsions as described above step. 

I 0. Note the reduction in time or abolition of tonic extensor phase of MES-convulsions. 

11 . Decrease in tonic hind leg extension indicates anticonvulsant activity. 

12. After testing the last mouse, switch off the instrument and clean with 70% ethanol. 

Sign 

Date 20 /06/2018 20/06/2018 

Name 
Ms.A.B.Tajanpure Mrs. N. L. Dashputre t)r. P. B. Udavant 



Hhujbal Knowledge City, MET's-lnstitute of Pharmacy 
SOP of Electrophoresis 

i_11, rYP, SUPPLY) 

I r1 r.; er t t he 3 ;::i - n 1J 1 u r--1 c, f me i n s co r cl n '- · i i t 1 

~-F o un d ed ma i:1s s u ppl y sockGt . 

/. Set the con tr ~ l s a s be low: 

RANGE 100 

SET VO LT?,GE M I 1\1 I MLJivl 

SET CURREI\IT MINI MUM 

POL.1~R 1 TY NORM 

HT OFF 

MO OE 
DIS PL AY As per r eq u i r ement . 

~ - Fo r Volt a g e mo d e operat i o n s et . 

MOOE 

DISPL AY 

VOLTAGE 

V 

Svvi t ch the poll'.1e r to ON . The gl owing of ' OOC ' , ;1 

d isplay will be indicated . Al l ow it t o warm u p for 1 0 -
15 minutes . Now with SET VOLTAGE knob adj ust the 
voltage to required value : i~ required t o SET vo l tag e 
over 100 volts , set the RANGE to 200 to }00 . Normally 
4- 6 volts per cm length is applied per strip . Connect 
the supply to migra t ion chamber electrode s wi th the 
fle x ible lead cable s. Now press the HT sw it c h to ON , 
thereby starting the run of required ti me durat i on . 
The current passing through the chamb e r f o r voltage 
mode operation can be seen by switching DI SPLAY to mA , 
e nsure that it i s not mo re t ha n 50mA. 

4 . For CURRENT MOD E operat i on s et . 

MOD E 

DISPLAY 

RANGE 

CU RR nH 

mA 

100V 

Switch the power ON . The glowing of 00 . 0 i n d i sµlay 
wi ll be indicated . Allow the wa,rm up pe riod of ]0 ·· 15 
mi nutes . Now wi th SET CURRENT knob , a dj ~st the cu r r e nl 
to required value . Normally , 1 . 0 - 1 . 5 mA o f curr e nt 
is required for 4 cm wide st iip . Co n n e c t t h e s uppl y to 

5 



' 

Hhujbal Knowledge City, -Mi:T's Institute of Pharmacy 

,.r1r--: ;r11g r·.~1 -~1 on chamh12.r e i ec t. rodes 1-✓ ' th the-, ;-1rc.x1:_:,l,:, 'e.-.•d 

c: a b i ::! s . P r· 0 s s · t h e HT ~ w i t ;:: h to ON tho r Ei b; · ~; ta. r t 1 , '., , 1-1 ,-; 

r un o f :r·e qu i reci time dur a t i on . The cu rrent L h 1iugh 

<;upply i s ir1cJ i ca_t e d on rea d ou t . If i t g oes do v,w1 !vh P, 

HT 1s Pressed to ON , t hen svJ i tch the RANGE to ?th! rq 
~5 (10 V po si tio n a n d e ns ur e t h,)t the requir ed S(~ t cu,f'u n i 

:s i ndicated on di s play , Th e v oltags dev e Jo p,, d i:t L i' l1S!_. 

til e s t r i p c a n be seen by switching D I'.3PL __ ;-'\\' to ,_. 
po sit ion . In no ca s e i t s hould B)< ceed 3 00'-.J . In i t 1,J li y 
Lh1s voltage will ind i cate moistness of th e s tr ips A· 
t.hr:! r un prog r- esses this vo l tage star b,: i nc re ds1 n 9 
th er eby i n di cating that str i ps a r e getting dr i ed up . 

Checked b 

~ -(\S\~~ ~ o.,-~~ 
"- / ',, l\ 

/ \ •,;_~I-I "'i: ' . -. i 
:. ~. { ADGAor , ', i : 

~ - . ;JA ~. I () • 

oi \ ' ,Sik .3 } ~ / 
~ { \ J • ti 
\I •~ '\. /.r \ 'I 

\ "/ '- -..~--✓ (,~--_,/· 
-~~ ',owi~e ,:7 
~~ 

Authorized b 
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MllT'i lNsl n't Tt! ()1- nlAlaMA{ \r
BFITI.IBAI- KNOWLIIDCI] CI IY

ADGOAN. NASI'IIK,

sT^\Dlrr lr olD \Tl\a r'r/, " ft,r trt n \r { r ir i n..

'or 
If\ar \r^i\ar n\i ||r.rir,rir, rl r'r,,r.r,,

MODIIUMAKE: Nlek {[s

P,urrbh.s ##e
soP PRE?ARnD ON:./.t+ rSSUID ON: 3h/r?
DEAD STOCI( NO: N4ET/BKC/Bpt-uNS/tNC-0 t/2006 07

SOP FOR BACTERIOLOGICAL INCUBATOR

L Ensuelhilthe incubalor is p'operly connccrcd ro rhe powersuppty.
2. Swirch ON drc main switch and rhen the cabiner swirch,
3. Set th€ Equired tempe.ature ro 37.0.C by Fre$inBlhe kcl knob dfd $t]

4. Monitoirhe tehpehrure daiLy 6 perlollowing proccdurc
5. Pla.e lhe contenr to be incubared io rhe incubaror

I Ensu€lharale powef npply tolhe incubaro. sswirchcd OFF.
2 De-dusllhe incubalordaiLt exre.natywth a cLean dryctorh
3 Onc. ina ueek removeadhefed dun bywcrinopp ng dsingroap so 0roi Atro\1rd\{ r
rhesu.facewtha clean dry clorh to €noverhe m.hrrc.
4 Mop lhc inre.iorsurfaces with acrean dry cloth, dajlr.

I,QUIPMENI SR. NO;

LOC{TION: PhrrmacognosJ Lab



T

MET'S INSTITUTE OF PHARMACY
BTIUJBAL KNOWLEDGE CITY

ADCOAN. NASIilt- irsr ilfrio[drct

STANDRED OPRATTNG PROCEDURE LIGIIT MICROSCOPE

EQUIPMENT NAME: LIGST
MICROSCOPE

LEVEI-:

MODELMAKE: U.ilab SOP NUMBER:

EQUTPMINTSR NO: DEPARTMENT NAME: Pharmdcoanosy

LOCATION: Phainacognosy Lrb EEAD OF DEIARTMDNT: DL Su.iIr N.

SOP PREPARXD BY:49' Llx:xu'* AUIIIORISEDJYT

n.."""n,^.#4
soP PREPARED oN:A/y',1 ISSUED ON: , , .

DEAD STOCKNO: ME-I/BKC/BPH/NS/MICR06-20,26-30/2007-08

SOP FOR LICST MICROSCOPE

I Tum "ON" the dicosp..

2 Se! fie " Rheosrar .ontrol kn ob" ro rhe lowesr sening.

3 Fully open the lield diaphm8m bt ttrmih8lh. conl,a I level clockwhe. Aho tullyopen
Llre apenurc diaphrasn oflhe condenser by novinC $e level b lhe exlEme ricln.

4 Using "Snb slage cohdens focusing knob", mis the condenser to fie lop p6ition.
5 Plae fie speimd slide on the slaee.

6 RotaG th. nospi.e to hove th. l0 x obj€cliv. i.io work ing pos nion.
? Lo*r de | 0 X obj6drc by otaliig de '@d$ adjunnenl knob' to its posilive stop.

8 Adj ust $e ond€n ser in shEa focus using the "Conden ser focu sing kn ob".

9 shlrpe fie f@us usinc "fine adjlstfrent knob" .

l0 Adjust pmpa field & higb power 40 X obje v€ of l00Xoilemulsionobjerive,byrcratine
the toae adjushenl knob".



ADqOAN, NASHIK,
t

lIuT s T\S flTt IIOFtHAR\4AC\.
BHUJBAL KNOWLEDGE CITY

S I ANDRCD OPRa ft\C tRO( LDt RFtttiHt\it. RU\.ot,t.

[ar]It\lENr r^ME . LrcH I
IICUO5COPU

tr'ODEL MAKIi L]N IXh

Lo. \Ilo\: tl. 1ia(o!n.\) at)

I-IJVEL:

rleo or ln-iA RrV n i: i.'.,i,-1,

D.. \"nir"N. Su":1--
ISSUED ON:

lavrE\\ 
oNi

Dt \Dstor K lo: \' I BK, dp,tr.wi,n,.r,..",oroo-fs
Crre and M!inlenancc

I Rcnovedu$aMdid tio'nvsibteoprcalnrriceLsjngsb,trsh.f xr.tror!!rr
2 Rernove qrcr $Lube din \rilh a drn tioe conoD ck[h.
i Rcm.vc{ubliorn. oil), !. ercas! dirl \v rh rsubot.oroi or a
dippcd in rhc oprics clcarin! hi\rLre (X)tenc).
4 Stx padi(lailyscisirivc.ornpoic[sand a..o\n]cs. n,cl, r\ r,r(rr\ rf(
eyepiece, id thcdrt, ckrser.

l

CHECXEU B\:
lurot

t'sALTII(



Ml:l s INSI ITUTE OF PHARMACY.
l|t trJ.|l]AL KN OlrylDDc!_qlfy

()r'r{^1iN.:r'xacllrlllll!]iMqLli !

d-l.t'rrrlFrIm Liiit tt"."* 'r -'r
llIAD OI l)t!PAll lNIl:N l: Dr' Sunirt N

MODEj,/MAtitr: Lrn$

LOCATION: Ph.rnrdcoA$sY LaD

SOP ?REPARED BY:

P. s. s'i"d"4j4t?
CqDCKED BY:

SOFPREPAROD ON: tssu6D oN--; _

\Illt'+tlLl '*lead stock no: MET/BKC,'[ PH/DCAM_o1/20r3-14

SOPTORCAMERA

L Adjust the speiden by using ldnaculs Microsepc ro view clcd image

2. Fix ddo/er for micrcscope by rcmoving lcnsc to camcE

3 Fix qmeri with ldopt+ ro nico@Pe

5. ShiR ima8e b ob&ruc obj@live though €mera

ADCOAN. NASHTK.

}N



srA\pRFp opRA-r\a pi6aEii.i-a,REfin_et FriR
EQ!IPMENT NAM-E;itri[i & PACENO: lof 1 LEYEL:

MoDtI,MAI<ElBjal-
SOP NUMBf&

EQUIPIIfENT.R:io
DE PANTM EN'Ii'Fi}i;;G;;,

LocertoN' ph:mi;frisy;G
III"AD oF DE?A RifiEii-;ii;r,i

SOP PR E PA R[b-i
P s shiid. ub4

cHEcKrD Bya -i;-
D,. D. s"nuu N suP-

AUTSORISED B': i-
Dr. Di suiiraN s"#-

SOP PREPARED-ft ISSUEDOttt: REVIEW ON:. 
-D".d sto"k oo, MEr/Bic€tt[,Js rt{t;#;

SOP FOR NtrXIR &GRIN,D!R
I lnser the pin in pin aockel
2. Swith on .he Main swilch.

3. Pur rhe nixer pol on lhe mixer & tu il property.
d. {dd rhe trorsrJtb rhe pd o b( gnndeo. (..o\e L e por rrl_.d
).(ohlerhenire$i|chApe.re4uiremen.H.eh,ownodeBK\r@

6. $itch ofithe nixer switcb *hen Erindiie is over
7. Swich olfthe Mcin swnoh

3. ReDove lhe pin tioh sockel.



MIi'I'S INSTI TIJTtr OF PHAIIMA( \,
BHU,ID L KNOWLI!DCIi CITY

sTANI)R[l| (rH{A l tNr;

I]QI IIMIINI' NAMI HEATNC MAMIE

SOF PREPAIIC,D IA:

Loc^TroN: ihri,itu,r;;y Lar) tlE^t.t?l)Ut.^RiM

soP PREIAiiti oN:

cHtlcxl1D By: t1 I _

- ,,,**^ "#4
lt'l rssr)En oN:3/{/ 

r?
Dead Stock tto. v r:, , u <crur,r uiivvi.r-6i.0:.lr,,z-on

SOI IiOR EDATINC M^MLE
L Swith on th. hqring mantie.

3. Plaocfi.emple i[rherou.d bobm nisk,

ADCOAN. NASHIX.



,*imtu!ro$n

LEVEL:

SO? NUMBER:

Derd Stock MEf / 3 KC/ sp H I Ns/ D B. 20 / 2O\7 13

SOP FOR DICITAL WIIGIIINC BALANCE

L Tuh on the weiehing balance.

2. Placeweighingconlainerorpaperonthepanand

3. Pres TARE bnno.s snd shoutd read oul l].l]O0 C, lo change lhe Diglts lress MODE

4. carcfullyaddrhechemicatorsanpleunritlhedesneumassnas

5. CaEfnlly renove.the kighed iensaid p.essZERO outronro

6, Renove the splitchenical ifany bl usins brush and rhe ctean ii
7. Tum oflrhe bllsnce.

?RXCAUTIONS:

l. Protecr balairce fron dusr.

2, Keep weiching pan clean and dry.

J, Mainrain the levelofthe bal,nce duringweishing

MET'S TNST]TUTE OF PTIARMACY
BHUJBAT- KNOWI,EDGE CITY

ADCOAN, NASXIIK.

STA]IDRED O?RATTN IFOCEDURE FOR DICITAL WEICHINC BAL.{NCE

EQUIPMENT NAME:. DI6ITAL
WEICHNCBALANCE

MODEL,4I{AJG: waBr weig;nB s;le;i;
eC[c6o

EQUIPMENTSRNO:5!6{3

LOCAT,ON: Phama.osnosr Lab

SOPIREIAREDBYI

Pratibha s. shinde 4dtl

DTPqRTMENT NAME: Phsrmacognosy

fiEAD OFDr?aRTMENT: Dr, sunih N,

CFECKED BY:

Dr. sunir, N. suro.JU
AUTHORISED BY:

Di sunita N. sune !b{
SOP IRX?ARED ON:
27tA6/2011

RE\4E\r ON:27106/2020



MUl .l\StlTt tFt)l l'll\tl\l\( \ i{ '0Icr
r]HLr.tBAl- KN()wLIil)(;li ( llY

ADCOAN. NASTIIK,

STANDRED OPRATING PROCEDURE

TACELQUII'MltN l NAMlt: DlCl IAL

MODOI-rMAKIt:SANSLII SOF NUi\1lll!ll:

nalr0,MENT sli, Na,

LOCATION: l'D' nacognosy l-ah

SOT PRI'PARED BY:

"..n'"oPf-
'ULl!9J

CHECXEDBY:

Dead Stock No.: 14 ET/RKC/BP|r/rNsrDcB 0?120 | I l.t

SOt PltLirAnfD ON:

P olect baLnnco fton dusr.

Keepwsiehing pan cl*n and &y.

MainlainthcLcvclolrhcbslincciluf ngwelghirre

ISSUID ON:

STANDRED OPRATING PROCEDURE FOR DIGITAL WEIGHING BALANCE

I Turn on thc*eighing balance.

2 Place weighing c.nlain*or paper on fie pan and cLosc rhc 
'loor.

L Pfoss TARE bunons .nd shouLd rcsd our 0.000 g, ro changc il,c DiSits Pr.ss MoDll

4 Carclully add thc chefrical or emplc lntil lhe desn.d to3ss has bccr \veighcd

5. carcfullyremovclheweighed ircnsandpre$7-eRObrtronrouscbolancc.

6 RemovethcspLhchemical iianybyNinsbrushrnd!recledi nDLoDcrLy

7. Tufrolfthcbalancc.

PRECAUTIONS:

L

L



a

Yoll(l{cll

MnT's INSTITUI'E OIr pltARMACy
I}IIUJBAL KNOWLIDCI CII'Y

SrANtRFp Upn ar r,\i.-lnucrrnnt. arc(NE
EQJJIPMENT NAME AITOCU'

rQUiPMft\T sR, DEPAR'IMfI\1'

LOCITIOt\: PharnacoCnosy Lah T{dD oF D E p aft flt 
': ',"T 

D,.5r"tr, Nr

soP PRIr'A{I-DD

r'.,,bh,1ffi.
'"ot*'no"'Juf,u-l' 

' "oot' 
n 
'\rr,lur'

D'. su"n, N. s"'--i r'.. ru"io n. su,(

15.1.oa

AICOAN, N SIJIK,

SOr PREP \RID ON: yi4
Mn/BIc/BrH,tNs;! r.! urruoT{! '

SOP TOR AUTOCLAVE

I OpenthelidotAuroctave
2. Pdlhe$andsndthe bask€r inrhe chafrbef

'. \ .ns" fema.eietrobe.raiti,edroo^tyBrde\e,.)r,rr., 1 .,trir,
hereby even horjn€ rhe o:d

a. E6urclhar rhde s $fficGnt wato ro ihmcce the hearoB rns ttc lhc chambc,' I od 1 c, .odar" a1c f,.tJ rre,id tpe. ing rt ed s I J.r.,rt,r,b nug nrhc fra nsand pur on rhe hirns 5$ r.h
7. Adjustrhesatcq vatvcroihc.oq0jred rc,np. And rurn rhcr cir rn3 A hr $" n r. Or. r a1d .eah L p3..,.. t..etr,,t r.t,. ". h.,.1 0.. u,;-d". I b. 1e ar d..hede Ep rro .L.ri p4. r".isc {i,h 1,,

10. Ho don rhep.ese .c for t5 nrjns
Ttrrn on lhe heal and tcr rhc a0(ri{v. cool

:l:.\:".1'1,.- -" ,-" d..t.u.u I.p.die,rrrore. !t.,sj.$. ,4. rd.e.,.r. b, :,1,,,. jd..a.oeo...r, r) d6r o.,.e,u(e t,. Dc rcrr\e 0(lume 5a e L hrnLl cl



MIiT's tNSTITUTE oF pHARMACy
RII UJBAL KNOWLEDCE CIi'

sl stl!l3l D o' 1l A1 t N, rM!t!_!rr!l!ru qwr

rauilMljNlSR-fro

LoCATIoN: pharn-AEn;tl;
IIEAI)

MonE 1a\a Aii--dr; SOI' NUM'iR

rit}eniMitNi rau

or D E p^ rl-ri LFf-;i;;li; Nr

"I tJuvr c
RISEDoTII

. Sir

I,EADSTOCKNOJ MEr/BKc/BpH4Ns?Aa6aa:bttoo-t ot

CLEANINC:

r. .l@1 rre Adctare I on inc dc d ru^,dc qrh d ctorh n or rj jdz ( rean,h. ou@tqrc dait) ,re.rhc como.cr,.tr o, doi.l qor

ADCOAN. NASHIK.

SOPPREI]AREDBY:

n,.,'nn"3Hfi
aoFHtrEFAnED oN:

CHECknDBy: , 
-

,i Ul r$!

ISSU[D ON:



MET's INSTITUTE OF PIIAI{MACy
BHUJBAL KNOWLIDGtr CITY

ADCOAN, NASIIIK.

SOP FOR UV CARIN[T

IACE Nol

DE A D STOCK NO.: MFIAKC/a PHi Ns/DE 8{'2007{3

SOI FOR UV CABINET

2 Swilch on the oaln po*dq suppty.

I Switchon VIS|BLELICHT" markeds*irch.

5 Kep rh. Tl-C platcin rh..h,nher.

6 Swirholl ,,vrsrBLE LtcH'I..

3 Seirch onlherequiEd uv LiShr (ie shon wrvc (254 nm), tons wav.

9 vkualia Ihe samplc 6om ours de rhe cha'rbe hbugh Etasprovided !o v6ua izlhesmple inside rhe

EQUIIMDNT NAME: UY Cabinet

MOr'E M^t<I: D.hhn

EOUIPMINTSRNO: .

LOC4TION: Phamr@gnosy Lah HDAIt oF DEfARTMENT Di Su n iii

#c \rY).l l,\dune

ISSUED oN: 5/ii r? REYIEWON: ! lo<soP PREPARED ON:tdg

roafilrvhurizhsrh;enpG rcc dovn rheohscivdjon. sw rch or ir. uv I Ehr and rcmove rhe ptsre



MnT's INSTITUTL OF PIIARMACY.

I]HUJBAL KNOWLtrDGtr CITY.
a5 lltatt It Y00 ({lt Gfi

ADGOAN. NASHIK.

5l a\DRI D OPR \ 
' 
l\C nROCr nl Rl. Anlibioric ZunL neidcr

EQUII'MtrNT NAME: Anlibiotic Zonc r,Ev)iL

MODBL/MAXET spa.elab SOT NUMAIR

EQUIPMBNTSR-NO DEIAnTiIfNT NAM[: Phdrm:!.gn \t

LOCATION: Phrrmrc.gno\y Lrh IIEAD OFDEPARTIIENT: D.. Sunifu N.

CTIECKED B

I"*E*
AUTHORTSDD rly:_ I t.l,ryre

SoP PR[PARED oN:*/,1 RIvlEw oN: X Y.r{
DaD srock No,: M€r/BKvroP/!Ns/zoNREAD/2010.11

SO} FORANTIBIOTIC ZOND READER

--\.

I
oir,or'rirJ' en, { 

.;

4 ic, dicdo.cnpr r oeolaldrr.tri l 
's1,,oJ,"orFe o,e,e.de "i rd\ 

";r/

6 Place the miuobio osicala$ay p de and measurc3..urate yihe,one ofinh bition orexhtb tion

7 Kseo rhe pht. on the naSe adjunrhe przte ruch thatone sldeot. r.umf.r.i.e olthe r.netou.hes
thema ed lin. of rhe viewg a$.

Srum rhe rnob i0 dockwGe dtedion ioih rhapdemove5aao$themarkedIneofdrvi€wCtai
umi rheoppo3iteedc.otthdzdi.isintansenrtothenmkedrieof theviewsras



MDI's INSTITUTB OF Pllr\liMA( y,

I}HUJBAL KNOWLEDCI' CI1'Y.
t5 SHlRt It tou olt Gfi

AD(;OAN. NASII IK.

STANDRIID OlRAllN(i PIIOCDDU Rt ApliDidi. Zonc tt(rdc.

i*:i-'*r. 
anribioric zoic ri^(j L \u: ,.,, 2 LLvLr..

MODEL/IVAkE: spacerab SOP NI]MIIEII:

DETARiMBNi N;M-: I;h;;ma(s;;;'

HDAD oF Dmer{i^i tNi: rr" .i;n ir. N.

EQUIPMENT SR. NO:

LOCATIoN: PharmacoEnosy Ldb

"*,,0*.1#
CtItrCKI'DA:.e* AUTBORISDD DY;

'{u-lupcJ., Sunita N, Sunt_-
SO? ?REPARED ON: ISSUEDON: REVIEWON:

s rhe (are readiru civ6 nea,e* 0.2 mm on the btaiiis sate and Va;;;;lE fiG;;;G. scab
switchoff ihemainsandk epth€tntrumontunder(orerwheino.nuse.

tl Recordtheadrvty n tos book

1 creanwithanon4h.ddhtdusterdippediidistnre.rant$turon,theoutdrsu a.e5orihe
a^tibiotic :ore €addr d:iry.

2. Re@d thecrezninci.theEqutpnentcle.ning Restster



Ml- | s INSTI'IUTI OF IHAIIMACY
DIIU.IDAL KNOWL[DCIi CI TY

AD(;OAN. NASIt lt(.

IQUIPMENT NAMN.. MtrTI]C FUTNTCC

MODEL/MAKE: OMKAR

5l \\Dltl ||ttll^IlN(,IkO(fDr ftl Mutnr Frrnrc(

SOI r!Ma[R]

EQUIPMENI SR NO; IAOIIo DEPARTMI'N'I' NAMI.):

SBAD Ol DEPARTMENT: Dr.Strnih N.

DEAOSTOCKNO:MET/BKC/B| 1/LN9 IOI/2Ol]9.IO

STANDRED OPRATING ?ROCEDUIIB FOR MUFNI,II FURNACD

lE'surelhallhearcancharaidrheqibnriotrdLedarcofrhcre perar re ndicato.kwilh

AUrHoRrsrD 
):uJd

2 SwilchoN rhe miin powssupply ofrhe Muole Fumace.

3 Btrl6slo*s. *hich indiciesrhe poeersupp y ro rhe ri!rum.r

4 Ser rh. Eqli'.d renp€nrlre by 3 swi.ches flov]dedon rhepinel

! 2 Two porenrioneric knob! (coa6c &d rr'ne Knob6) .

5PGsPUSHSWITCH dd slnulbousLy rum rh. COA RSE knobclo.twi*
requted rempcrature aod rhen .um FINE kiob to se1*act temp.mtur.

6 Releae rhe PUSH SWTTCH

7 nset$e innDment in coeihelenpeErurc ex€.ds 1l60rdc.

3 Enierdetails in usase log b@k 3nercomp crlon olamlysk

SOP PREPARED ON:91/,.!

CHECKEDBY: { -

o...,,u,".".1P4



M!++I:\+++q Act.;;;;,^.,,;.,..,,nrr rr.rne l xrowLsocetiF

IOUIP\rf Nr \A\4r.. \4I[tr. I.i,rD.,r( j r, rr;r nl), .or.t

MoD&r,MAKE:a;im-

Eet/rpMEN"r sR. Ndi

LocATtoN, ph;;;*t;r=Lob-
T,EPARTMENT Nn_M-_a ii;;;aF;i
nnr"o or nera nrlrffi u ir, r.

CIIECKED BY:
^iiiroEu Bv,- '-3 ul'iv
Dr. sunira N, str^i-

upe
sop pREpARtSbN

Dta D srocK N6:, tttEKa/,BFrli|ia,tu-r1r rnoor.i 0
CLEANINC:

I vo(uun ddn dddid Ircm fe nmrr,a sr,un bio{ I.i.,, In,tumE rhe mour oradome du, qicte5.
I Ur,'ddmDddh b.tsrheanr, p,net. Avod crc6s qd4 o,luuor qrn c,tuirCLt tuhlr 1n.+ )od oran du, . rh. n,nJ o. rt(ro1i6

ed 6u$ rh. tuhac lo malfuncrton.

AD(;()A N. NASIIIK.

soP PREpArut-i
PmrbhA.Sh];dc



sr^NDF.trp oPRATINc rRocEpliRri Co6;; aor;,rlq

MIlT's TNSTITUTE OF PHARMACy.
1}HU.IBAL KNOWLEDGE CITY.

ADGOAN. NASHIK.

DQUIPMENT NAME: Colony Count€r

MoDEt lvrAKEis,rhad; AUx ,ro 
-EQUIPMI.NT sE No. '- DDPARTMEN I NAM t,t: Pha, m,coai;t

HEAD OI DEPARI MfNT Dr, SUtrJI! N.LOCATION: Phsrmoosnosy Leb

SOI PRIPARED CHECKED I} iUIHORISEDItYI

n...",,,,,,n.d-*!9JSels
soP PRETARID ON:9414

DEAD STOCK NO,: MET/BKC

so? roRcoloNy couNT

I clem the iBtu.nr with dry ct.

2 Sqirch ON In. nain power suop

I Swirch ON fte insrrumenr.

4 Connel pl!8 otihe Auro Marker

5 Kep$. petidish oi ihe wotfihr

6 Adju$ rhe mrigniis t.ns wilh !h(

7 Svn h oN lhe il uminaiion.

3 Pres lhc RESET bunon.lhe di.

l0 S!lccr rhe squde of Wotlniu.gel

I I The harkineensu6counringol

\'-<a;1...,t

/llPH/tNs/Dcc 0 t/2007-08

OR

Pen b re prcbesaker provtded on nr(rcnl

lrelpofadjunxb c k'r)h Adonveniea

gnd one by one and ma* rhe cotonics wirh rhe h.tpofAuro Mr.rft

coron es o,l audio bep iddicares lharrhecou hd beei made.



BIiUJBAL KNOWLI]DCI CITY
ADCOAN. NASIIIK.

STANpRIiD OPRATING PROCDDURn Colotry Countc.

r.ar rfMrrNr N 
^M[ 

- colony counfcr

DTTARTMT:NTIQUIPMENT SR. NO:

IIDAD OI DE?ARTMIiNT: Dr. Sunit!

AIJTIJORTSED BY:
2ll.l'tPcUluoc

N.

CHECKDDBYi

',"."'."',,-R
t,CStrtrDON-sollnEtAltEDoN:

DoAD sTocK No.: MET/BKC/Dfl I/INS/DC( '0l/2007-0ll

12 Marking ofrlloloni.s cen bc observed drcwh mognilicr lcnsandcotrii,,gslnuLd br donc

simulh.ouslywhich is shown on display.

l3 R@d rhe roul numb$ofctucounl from displqy in resFcriv. lnExu r
l4 Switch OFF rhe illuminatioi

| 5 Swirch OFF rhe insrruncnr.

l6 Swhch OFF rh. main powc. sLp0ly

l7 Clan the itutun.nt{nh clen, c.ror. orlr

okmycounrer& 
'n+trifer 

whrr li'r rit. rlL {er
2 CLan rhe.exrehal suribce oJ coLony comler w(h w.1 du!. soir,cd ifrquitd ?0%

koprcpyl olmhol.

LoCATION: PhamscosnosJ L5b



I Swirh on the hearing mlnlle

L Pacelhesamtteii rherourd boron llask.

MET'S INSTITUTE OF PHARMACY
BHUJBAL KNOWLEDGE CIbnu.rttAL rt.rruwl-l_uGL cl t.y.

ADGOAN. NASHIK.- al 
'|t 

tt lJ tou (lI c{I

EQUTPMENT NAME: HEAING MAiiiLE PACE No: tof2 
I 
r.EvEL, I

so-Fx-uMttR, 

- --
Orhnillrrvr Nel,tD: errr.acqoms, -
HEA.-F DEPARa\'I'.NI.J,i SunI'N J

MoDEL^IAKE: llnitab

deurPMENT sR, Nq

LOC4TION: Phdms(oqnolj Lsb

P.s.shi"d.$4
CI{ECI<ED B" *s!,fjJ:T"ii":sfur

SOP PREPARED Oi): ,qtt tt2
ISSUED ON: , , RTVIF$ UN'. , I

Dead Stock No. MET/BKC4

SOP FOR TIEATINC MANTL

lPttINs/MAN-o1,02/2007,00

E



MI]1 's lNS l l-l U-l lt Ol. l'llAliMAC\'.
t) !.,llA t, t(Nowt,t,))(;ti ( Y.

AI)(;()AN' NASIlll( 
^r 

urrrmJrrr,u o* (,

!14!!Ilr!!t4t!tMr!lLQ.! r:r)rrnL rlir RL!,ljjlrll-ltj!

liQUll,tll.lN l NAMl.:: lllllillI

MOr+L/Ml|\ | i"dcj \.i\

DQUIIMINTSN.NO: DITARTMENT NAME: Phdnnr."!n,.f

I,OCATION: Phrm.cogno!, IIEAD OIDEPARTMENT: Dr. Strnn. N.

,*,'*#ffk
CNICKED D Y: , AIIHOIIISED UY:lLli"r't; .{ruu$c
Dr.strnil! N. sursi-- 

I 
Dr.s'nit! N. s*---

isstaD oNaa/qi,.r 
lirvinw 

or,31*
DtrAD STOcK NO: MET/BKC/BPH/FRlGE 02/2013-14

SOP FOR RNFRIGERATOR

1l Connecr lhepowe. plug lo thc frain towcrsoc[ec and s*irch on lhe powcr suppLy.

2) Pur therlomcleE in rhc rcfriser"lor comparhcm aid ilczcr
3) Setlhe themoslat.onl6l knob to'NoRMAl- Ix)sirion.
4 ) Load the lefrig€rslor with rhe itcms lo b. soren bctweetr 2"C-6'C
5) ln ce the &mperdru.e (2'C 6'C (rrthcchrnb0i) i\ nol xc, rrcd rrcr{(r'l 

'rL
se(in8 the thcmosrat io MAx position.

6)TolakeouldreanicLcs,opcrl[cdo.rol'cliiscratff&hrco'r1li.a(iclc\nrJ(rL\,
lhedoorlgain.
7) Monitorrhe lempeilrurc on.c i dry in lhc lamst. /': 

I
Limir:
Deep rrtezeri 3' C + 2' c li
Relriscralor: 4' C + 2' C \. 

..

Cleaning: Oncc inaweck, Pfroll rhc ltcliia$aror. Removeallrhenens frcm rhe rDrii8cmr
and cLear the inside surfsces anJ srcl!cs wilh r clcatr du$erdippcd in dki',r'et!nl soLurion (l9



ADCOAN. \ASHIK. 
0,.r,"r,, ru"n", I

sf^NpRtil) oPR,iill\G I'RocE iRt-lli'\N;l DLsrl|'r'^1!QN t Nlr 
I

IrrrNiir.\'r N-^Mi.--EAM -. TP^C'E 
N(} 

'zof 'z 1 
I tivlil': 

I
Dr5 f|Lt,Al loN uNlL I I I

riiiriirv,*Entr,u. 
-- lsoP 

NilvlriR' 
I

rur rttvtrtFn.ro, -]or r'..r''r'ar'r'ilnvr 
:l' 

-'t 
J

,,,, aTro^,.*&osr)|,b J-\#,,r 
r'riet'rvt rt't"'""i''r 

1

.sor'vnr|,rrrto sY,--l' rllc}(rn*'. . - 'rr lliuRliP)l'\ ^" i

.',::'.'{+r"' I "; 
:;;;;;.asj!e'l,,.."',''"dA*Ll

.,, pRrprrrj*r,toN -i rssu'r;o4," 
- ', 

U.''';*' 
Ire"'r/l {s;63-tooo o 

]?rdrul,ons: 
I

I r oo rct moairy powc cord, do not opefare in damp cnvirc isi d i L'wthe wdq 
'' 

rur 
I

I intoelcctrcd Plns
t. *n*in","ni*lo *o*"ed swi&h ofl lhc trnii disnanll hc |i rs clcan iratrd

!se satety go$les and glo\e' shile cLcanLnA sirh a!id\

Ercepr qrer no olhd\olvenr shoLld beusd li rdis LlJrr'n



RII U.'BAL KN0WLE;h_'d'
AI)GOAN. NASHIK.

.rr^lrR',popR^'ll-Fidaiii-rls,rr 
^n;.I.;,,.I oLJ 'VFNrIAMi:-S AM P^cEN{J: Llt | [rrLlDISl ILL4TION UNIT

i\4 ODEL/MAK: G;];;
EOUrittNi-R=. No:

LocA Tt oN: Fh;;;F;' L;

SOP}Rl'P4REDEi

8.

r0. Coinecr lhe rhrcc pin Dlua roli. Ersure ric hoizonc o,.hc;rer

dfFaRrM[N r NAMI , ph-u,.., !n ^u
H[ 4D oF DCPARJMINjI 

'. 
str;,,, N

soP lRrpaRE-D-N.tl rssuEnoN, b/r; REvrrwoN.3 t&.Dr a D s I oc K No-, tE;Eic.s "jiia6ts o, 2006 o /
SOP ITOR STEAM DISTTLLATION UNIT

I TleSl6s boikr hr \robectamncd rort,.,Lndr. r* rhequanz.U,rype hearer nrorhc bo,te. Thp | ^,,
lii:;;.1-'"'" ""'"- ;;;;;.1.J j:';' i, l':J" "

' 
l::j ::::::;tiji. :: ir,ao c.rm rd', k,n,. n,,,.',,rc

,luTHoRIsaD Bt, ;
'. .{ [lu toc,r.5urrr! N. Su-i-

j.::: ;T"""..::.1::l 
.' "' .,,.".,, ; : ;; :;.,:l",,,,,:, :,i :'

,; :ll:ll:. 1-" o, " -.,u .,n,c, dr.rc,c\,.,a.onl.,tr,

l:::,.:::"::i::':'"r f - r'.'"''; ;i.' ", 
;:;::":.,^j',::,'jl;."::iwstsr,..errE,,b-hp.o,,oeJa".,;,,.r;;:..;:::,:_:" .* --

v3,n.d,,r\e\srp ..",,","---,,-:, _"' rruo.,o'..edqrerr, r.e" t... r.
._. - _ 6,"". "p uqueoa ntr! \rt, boj
'qsrnra'n 

rherds cvetm ihehnitnt,y Mnri"""".g tl".rr|l,.o.u 
", "u,",,to_, o,, nr

iswcllinrmcacd in rhc wato,

t- ri
i
i

I



rymffi
- sr A\ Dru]@I!!' j]].@u!r-L!r!r4{i Ll lltl

I ]M RI

lirr r

orD

M()DfL/MAKE,

iQurt tvll'N t sx rlo,

IoteibN t'ra,'xogno'Yrab

o.,"ntoP*-- Nffi

MItN'i: Dr. s;;in N.

qEtrqI<ED

rssuED oN: 1/V,1

i6, fi eiiEr6TsrH/toP/t NrsnL 0r'0o200?-03

r.lnsenihepi. in pin socket

2. Ssilh on the MdD svtrci'
3 Swnch on Teblc lafrP rwtrch 

-
a swirch dll s*ilch of $ble lampanerusc

6 Rehave rhe Pin fron sockd

ADGOAI,-NAS!IK.

S-rrnee,rn-eo otr, t4'l



Ml:l s INSI ITUTE OF PHARMACY.
l|t trJ.|l]AL KN OlrylDDc!_qlfy

()r'r{^1iN.:r'xacllrlllll!]iMqLli !

d-l.t'rrrlFrIm Liiit tt"."* 'r -'r
llIAD OI l)t!PAll lNIl:N l: Dr' Sunirt N

MODEj,/MAtitr: Lrn$

LOCATION: Ph.rnrdcoA$sY LaD

SOP ?REPARED BY:

P. s. s'i"d"4j4t?
CqDCKED BY:

SOFPREPAROD ON: tssu6D oN--; _

\Illt'+tlLl '*lead stock no: MET/BKC,'[ PH/DCAM_o1/20r3-14

SOPTORCAMERA

L Adjust the speiden by using ldnaculs Microsepc ro view clcd image

2. Fix ddo/er for micrcscope by rcmoving lcnsc to camcE

3 Fix qmeri with ldopt+ ro nico@Pe

5. ShiR ima8e b ob&ruc obj@live though €mera

ADCOAN. NASHTK.

}N



srA\pRFp opRA-r\a pi6aEii.i-a,REfin_et FriR
EQ!IPMENT NAM-E;itri[i & PACENO: lof 1 LEYEL:

MoDtI,MAI<ElBjal-
SOP NUMBf&

EQUIPIIfENT.R:io
DE PANTM EN'Ii'Fi}i;;G;;,

LocertoN' ph:mi;frisy;G
III"AD oF DE?A RifiEii-;ii;r,i

SOP PR E PA R[b-i
P s shiid. ub4

cHEcKrD Bya -i;-
D,. D. s"nuu N suP-

AUTSORISED B': i-
Dr. Di suiiraN s"#-

SOP PREPARED-ft ISSUEDOttt: REVIEW ON:. 
-D".d sto"k oo, MEr/Bic€tt[,Js rt{t;#;

SOP FOR NtrXIR &GRIN,D!R
I lnser the pin in pin aockel
2. Swith on .he Main swilch.

3. Pur rhe nixer pol on lhe mixer & tu il property.
d. {dd rhe trorsrJtb rhe pd o b( gnndeo. (..o\e L e por rrl_.d
).(ohlerhenire$i|chApe.re4uiremen.H.eh,ownodeBK\r@

6. $itch ofithe nixer switcb *hen Erindiie is over
7. Swich olfthe Mcin swnoh

3. ReDove lhe pin tioh sockel.



MIi'I'S INSTI TIJTtr OF PHAIIMA( \,
BHU,ID L KNOWLI!DCIi CITY

sTANI)R[l| (rH{A l tNr;

I]QI IIMIINI' NAMI HEATNC MAMIE

SOF PREPAIIC,D IA:

Loc^TroN: ihri,itu,r;;y Lar) tlE^t.t?l)Ut.^RiM

soP PREIAiiti oN:

cHtlcxl1D By: t1 I _

- ,,,**^ "#4
lt'l rssr)En oN:3/{/ 

r?
Dead Stock tto. v r:, , u <crur,r uiivvi.r-6i.0:.lr,,z-on

SOI IiOR EDATINC M^MLE
L Swith on th. hqring mantie.

3. Plaocfi.emple i[rherou.d bobm nisk,

ADCOAN. NASHIX.



,*imtu!ro$n

LEVEL:

SO? NUMBER:

Derd Stock MEf / 3 KC/ sp H I Ns/ D B. 20 / 2O\7 13

SOP FOR DICITAL WIIGIIINC BALANCE

L Tuh on the weiehing balance.

2. Placeweighingconlainerorpaperonthepanand

3. Pres TARE bnno.s snd shoutd read oul l].l]O0 C, lo change lhe Diglts lress MODE

4. carcfullyaddrhechemicatorsanpleunritlhedesneumassnas

5. CaEfnlly renove.the kighed iensaid p.essZERO outronro

6, Renove the splitchenical ifany bl usins brush and rhe ctean ii
7. Tum oflrhe bllsnce.

?RXCAUTIONS:

l. Protecr balairce fron dusr.

2, Keep weiching pan clean and dry.

J, Mainrain the levelofthe bal,nce duringweishing

MET'S TNST]TUTE OF PTIARMACY
BHUJBAT- KNOWI,EDGE CITY

ADCOAN, NASXIIK.

STA]IDRED O?RATTN IFOCEDURE FOR DICITAL WEICHINC BAL.{NCE

EQUIPMENT NAME:. DI6ITAL
WEICHNCBALANCE

MODEL,4I{AJG: waBr weig;nB s;le;i;
eC[c6o

EQUIPMENTSRNO:5!6{3

LOCAT,ON: Phama.osnosr Lab

SOPIREIAREDBYI

Pratibha s. shinde 4dtl

DTPqRTMENT NAME: Phsrmacognosy

fiEAD OFDr?aRTMENT: Dr, sunih N,

CFECKED BY:

Dr. sunir, N. suro.JU
AUTHORISED BY:

Di sunita N. sune !b{
SOP IRX?ARED ON:
27tA6/2011

RE\4E\r ON:27106/2020



MUl .l\StlTt tFt)l l'll\tl\l\( \ i{ '0Icr
r]HLr.tBAl- KN()wLIil)(;li ( llY

ADCOAN. NASTIIK,

STANDRED OPRATING PROCEDURE

TACELQUII'MltN l NAMlt: DlCl IAL

MODOI-rMAKIt:SANSLII SOF NUi\1lll!ll:

nalr0,MENT sli, Na,

LOCATION: l'D' nacognosy l-ah

SOT PRI'PARED BY:

"..n'"oPf-
'ULl!9J

CHECXEDBY:

Dead Stock No.: 14 ET/RKC/BP|r/rNsrDcB 0?120 | I l.t

SOt PltLirAnfD ON:

P olect baLnnco fton dusr.

Keepwsiehing pan cl*n and &y.

MainlainthcLcvclolrhcbslincciluf ngwelghirre

ISSUID ON:

STANDRED OPRATING PROCEDURE FOR DIGITAL WEIGHING BALANCE

I Turn on thc*eighing balance.

2 Place weighing c.nlain*or paper on fie pan and cLosc rhc 
'loor.

L Pfoss TARE bunons .nd shouLd rcsd our 0.000 g, ro changc il,c DiSits Pr.ss MoDll

4 Carclully add thc chefrical or emplc lntil lhe desn.d to3ss has bccr \veighcd

5. carcfullyremovclheweighed ircnsandpre$7-eRObrtronrouscbolancc.

6 RemovethcspLhchemical iianybyNinsbrushrnd!recledi nDLoDcrLy

7. Tufrolfthcbalancc.

PRECAUTIONS:

L

L



a

Yoll(l{cll

MnT's INSTITUI'E OIr pltARMACy
I}IIUJBAL KNOWLIDCI CII'Y

SrANtRFp Upn ar r,\i.-lnucrrnnt. arc(NE
EQJJIPMENT NAME AITOCU'

rQUiPMft\T sR, DEPAR'IMfI\1'

LOCITIOt\: PharnacoCnosy Lah T{dD oF D E p aft flt 
': ',"T 

D,.5r"tr, Nr

soP PRIr'A{I-DD

r'.,,bh,1ffi.
'"ot*'no"'Juf,u-l' 

' "oot' 
n 
'\rr,lur'

D'. su"n, N. s"'--i r'.. ru"io n. su,(

15.1.oa

AICOAN, N SIJIK,

SOr PREP \RID ON: yi4
Mn/BIc/BrH,tNs;! r.! urruoT{! '

SOP TOR AUTOCLAVE

I OpenthelidotAuroctave
2. Pdlhe$andsndthe bask€r inrhe chafrbef

'. \ .ns" fema.eietrobe.raiti,edroo^tyBrde\e,.)r,rr., 1 .,trir,
hereby even horjn€ rhe o:d

a. E6urclhar rhde s $fficGnt wato ro ihmcce the hearoB rns ttc lhc chambc,' I od 1 c, .odar" a1c f,.tJ rre,id tpe. ing rt ed s I J.r.,rt,r,b nug nrhc fra nsand pur on rhe hirns 5$ r.h
7. Adjustrhesatcq vatvcroihc.oq0jred rc,np. And rurn rhcr cir rn3 A hr $" n r. Or. r a1d .eah L p3..,.. t..etr,,t r.t,. ". h.,.1 0.. u,;-d". I b. 1e ar d..hede Ep rro .L.ri p4. r".isc {i,h 1,,

10. Ho don rhep.ese .c for t5 nrjns
Ttrrn on lhe heal and tcr rhc a0(ri{v. cool

:l:.\:".1'1,.- -" ,-" d..t.u.u I.p.die,rrrore. !t.,sj.$. ,4. rd.e.,.r. b, :,1,,,. jd..a.oeo...r, r) d6r o.,.e,u(e t,. Dc rcrr\e 0(lume 5a e L hrnLl cl



MIiT's tNSTITUTE oF pHARMACy
RII UJBAL KNOWLEDCE CIi'

sl stl!l3l D o' 1l A1 t N, rM!t!_!rr!l!ru qwr

rauilMljNlSR-fro

LoCATIoN: pharn-AEn;tl;
IIEAI)

MonE 1a\a Aii--dr; SOI' NUM'iR

rit}eniMitNi rau

or D E p^ rl-ri LFf-;i;;li; Nr

"I tJuvr c
RISEDoTII

. Sir

I,EADSTOCKNOJ MEr/BKc/BpH4Ns?Aa6aa:bttoo-t ot

CLEANINC:

r. .l@1 rre Adctare I on inc dc d ru^,dc qrh d ctorh n or rj jdz ( rean,h. ou@tqrc dait) ,re.rhc como.cr,.tr o, doi.l qor

ADCOAN. NASHIK.

SOPPREI]AREDBY:

n,.,'nn"3Hfi
aoFHtrEFAnED oN:

CHECknDBy: , 
-

,i Ul r$!

ISSU[D ON:



MET's INSTITUTE OF PIIAI{MACy
BHUJBAL KNOWLIDGtr CITY

ADCOAN, NASIIIK.

SOP FOR UV CARIN[T

IACE Nol

DE A D STOCK NO.: MFIAKC/a PHi Ns/DE 8{'2007{3

SOI FOR UV CABINET

2 Swilch on the oaln po*dq suppty.

I Switchon VIS|BLELICHT" markeds*irch.

5 Kep rh. Tl-C platcin rh..h,nher.

6 Swirholl ,,vrsrBLE LtcH'I..

3 Seirch onlherequiEd uv LiShr (ie shon wrvc (254 nm), tons wav.

9 vkualia Ihe samplc 6om ours de rhe cha'rbe hbugh Etasprovided !o v6ua izlhesmple inside rhe

EQUIIMDNT NAME: UY Cabinet

MOr'E M^t<I: D.hhn

EOUIPMINTSRNO: .

LOC4TION: Phamr@gnosy Lah HDAIt oF DEfARTMENT Di Su n iii

#c \rY).l l,\dune

ISSUED oN: 5/ii r? REYIEWON: ! lo<soP PREPARED ON:tdg

roafilrvhurizhsrh;enpG rcc dovn rheohscivdjon. sw rch or ir. uv I Ehr and rcmove rhe ptsre



MnT's INSTITUTL OF PIIARMACY.

I]HUJBAL KNOWLtrDGtr CITY.
a5 lltatt It Y00 ({lt Gfi

ADGOAN. NASHIK.

5l a\DRI D OPR \ 
' 
l\C nROCr nl Rl. Anlibioric ZunL neidcr

EQUII'MtrNT NAME: Anlibiotic Zonc r,Ev)iL

MODBL/MAXET spa.elab SOT NUMAIR

EQUIPMBNTSR-NO DEIAnTiIfNT NAM[: Phdrm:!.gn \t

LOCATION: Phrrmrc.gno\y Lrh IIEAD OFDEPARTIIENT: D.. Sunifu N.

CTIECKED B

I"*E*
AUTHORTSDD rly:_ I t.l,ryre

SoP PR[PARED oN:*/,1 RIvlEw oN: X Y.r{
DaD srock No,: M€r/BKvroP/!Ns/zoNREAD/2010.11

SO} FORANTIBIOTIC ZOND READER

--\.

I
oir,or'rirJ' en, { 

.;

4 ic, dicdo.cnpr r oeolaldrr.tri l 
's1,,oJ,"orFe o,e,e.de "i rd\ 

";r/

6 Place the miuobio osicala$ay p de and measurc3..urate yihe,one ofinh bition orexhtb tion

7 Kseo rhe pht. on the naSe adjunrhe przte ruch thatone sldeot. r.umf.r.i.e olthe r.netou.hes
thema ed lin. of rhe viewg a$.

Srum rhe rnob i0 dockwGe dtedion ioih rhapdemove5aao$themarkedIneofdrvi€wCtai
umi rheoppo3iteedc.otthdzdi.isintansenrtothenmkedrieof theviewsras



MDI's INSTITUTB OF Pllr\liMA( y,

I}HUJBAL KNOWLEDCI' CI1'Y.
t5 SHlRt It tou olt Gfi

AD(;OAN. NASII IK.

STANDRIID OlRAllN(i PIIOCDDU Rt ApliDidi. Zonc tt(rdc.

i*:i-'*r. 
anribioric zoic ri^(j L \u: ,.,, 2 LLvLr..

MODEL/IVAkE: spacerab SOP NI]MIIEII:

DETARiMBNi N;M-: I;h;;ma(s;;;'

HDAD oF Dmer{i^i tNi: rr" .i;n ir. N.

EQUIPMENT SR. NO:

LOCATIoN: PharmacoEnosy Ldb

"*,,0*.1#
CtItrCKI'DA:.e* AUTBORISDD DY;

'{u-lupcJ., Sunita N, Sunt_-
SO? ?REPARED ON: ISSUEDON: REVIEWON:

s rhe (are readiru civ6 nea,e* 0.2 mm on the btaiiis sate and Va;;;;lE fiG;;;G. scab
switchoff ihemainsandk epth€tntrumontunder(orerwheino.nuse.

tl Recordtheadrvty n tos book

1 creanwithanon4h.ddhtdusterdippediidistnre.rant$turon,theoutdrsu a.e5orihe
a^tibiotic :ore €addr d:iry.

2. Re@d thecrezninci.theEqutpnentcle.ning Restster



Ml- | s INSTI'IUTI OF IHAIIMACY
DIIU.IDAL KNOWL[DCIi CI TY

AD(;OAN. NASIt lt(.

IQUIPMENT NAMN.. MtrTI]C FUTNTCC

MODEL/MAKE: OMKAR

5l \\Dltl ||ttll^IlN(,IkO(fDr ftl Mutnr Frrnrc(

SOI r!Ma[R]

EQUIPMENI SR NO; IAOIIo DEPARTMI'N'I' NAMI.):

SBAD Ol DEPARTMENT: Dr.Strnih N.

DEAOSTOCKNO:MET/BKC/B| 1/LN9 IOI/2Ol]9.IO

STANDRED OPRATING ?ROCEDUIIB FOR MUFNI,II FURNACD

lE'surelhallhearcancharaidrheqibnriotrdLedarcofrhcre perar re ndicato.kwilh

AUrHoRrsrD 
):uJd

2 SwilchoN rhe miin powssupply ofrhe Muole Fumace.

3 Btrl6slo*s. *hich indiciesrhe poeersupp y ro rhe ri!rum.r

4 Ser rh. Eqli'.d renp€nrlre by 3 swi.ches flov]dedon rhepinel

! 2 Two porenrioneric knob! (coa6c &d rr'ne Knob6) .

5PGsPUSHSWITCH dd slnulbousLy rum rh. COA RSE knobclo.twi*
requted rempcrature aod rhen .um FINE kiob to se1*act temp.mtur.

6 Releae rhe PUSH SWTTCH

7 nset$e innDment in coeihelenpeErurc ex€.ds 1l60rdc.

3 Enierdetails in usase log b@k 3nercomp crlon olamlysk

SOP PREPARED ON:91/,.!

CHECKEDBY: { -

o...,,u,".".1P4



M!++I:\+++q Act.;;;;,^.,,;.,..,,nrr rr.rne l xrowLsocetiF

IOUIP\rf Nr \A\4r.. \4I[tr. I.i,rD.,r( j r, rr;r nl), .or.t

MoD&r,MAKE:a;im-

Eet/rpMEN"r sR. Ndi

LocATtoN, ph;;;*t;r=Lob-
T,EPARTMENT Nn_M-_a ii;;;aF;i
nnr"o or nera nrlrffi u ir, r.

CIIECKED BY:
^iiiroEu Bv,- '-3 ul'iv
Dr. sunira N, str^i-

upe
sop pREpARtSbN

Dta D srocK N6:, tttEKa/,BFrli|ia,tu-r1r rnoor.i 0
CLEANINC:

I vo(uun ddn dddid Ircm fe nmrr,a sr,un bio{ I.i.,, In,tumE rhe mour oradome du, qicte5.
I Ur,'ddmDddh b.tsrheanr, p,net. Avod crc6s qd4 o,luuor qrn c,tuirCLt tuhlr 1n.+ )od oran du, . rh. n,nJ o. rt(ro1i6

ed 6u$ rh. tuhac lo malfuncrton.

AD(;()A N. NASIIIK.

soP PREpArut-i
PmrbhA.Sh];dc



sr^NDF.trp oPRATINc rRocEpliRri Co6;; aor;,rlq

MIlT's TNSTITUTE OF PHARMACy.
1}HU.IBAL KNOWLEDGE CITY.

ADGOAN. NASHIK.

DQUIPMENT NAME: Colony Count€r

MoDEt lvrAKEis,rhad; AUx ,ro 
-EQUIPMI.NT sE No. '- DDPARTMEN I NAM t,t: Pha, m,coai;t

HEAD OI DEPARI MfNT Dr, SUtrJI! N.LOCATION: Phsrmoosnosy Leb

SOI PRIPARED CHECKED I} iUIHORISEDItYI

n...",,,,,,n.d-*!9JSels
soP PRETARID ON:9414

DEAD STOCK NO,: MET/BKC

so? roRcoloNy couNT

I clem the iBtu.nr with dry ct.

2 Sqirch ON In. nain power suop

I Swirch ON fte insrrumenr.

4 Connel pl!8 otihe Auro Marker

5 Kep$. petidish oi ihe wotfihr

6 Adju$ rhe mrigniis t.ns wilh !h(

7 Svn h oN lhe il uminaiion.

3 Pres lhc RESET bunon.lhe di.

l0 S!lccr rhe squde of Wotlniu.gel

I I The harkineensu6counringol

\'-<a;1...,t

/llPH/tNs/Dcc 0 t/2007-08

OR

Pen b re prcbesaker provtded on nr(rcnl

lrelpofadjunxb c k'r)h Adonveniea

gnd one by one and ma* rhe cotonics wirh rhe h.tpofAuro Mr.rft

coron es o,l audio bep iddicares lharrhecou hd beei made.



BIiUJBAL KNOWLI]DCI CITY
ADCOAN. NASIIIK.

STANpRIiD OPRATING PROCDDURn Colotry Countc.

r.ar rfMrrNr N 
^M[ 

- colony counfcr

DTTARTMT:NTIQUIPMENT SR. NO:

IIDAD OI DE?ARTMIiNT: Dr. Sunit!

AIJTIJORTSED BY:
2ll.l'tPcUluoc

N.

CHECKDDBYi

',"."'."',,-R
t,CStrtrDON-sollnEtAltEDoN:

DoAD sTocK No.: MET/BKC/Dfl I/INS/DC( '0l/2007-0ll

12 Marking ofrlloloni.s cen bc observed drcwh mognilicr lcnsandcotrii,,gslnuLd br donc

simulh.ouslywhich is shown on display.

l3 R@d rhe roul numb$ofctucounl from displqy in resFcriv. lnExu r
l4 Switch OFF rhe illuminatioi

| 5 Swirch OFF rhe insrruncnr.

l6 Swhch OFF rh. main powc. sLp0ly

l7 Clan the itutun.nt{nh clen, c.ror. orlr

okmycounrer& 
'n+trifer 

whrr li'r rit. rlL {er
2 CLan rhe.exrehal suribce oJ coLony comler w(h w.1 du!. soir,cd ifrquitd ?0%

koprcpyl olmhol.

LoCATION: PhamscosnosJ L5b



I Swirh on the hearing mlnlle

L Pacelhesamtteii rherourd boron llask.

MET'S INSTITUTE OF PHARMACY
BHUJBAL KNOWLEDGE CIbnu.rttAL rt.rruwl-l_uGL cl t.y.

ADGOAN. NASHIK.- al 
'|t 

tt lJ tou (lI c{I

EQUTPMENT NAME: HEAING MAiiiLE PACE No: tof2 
I 
r.EvEL, I

so-Fx-uMttR, 

- --
Orhnillrrvr Nel,tD: errr.acqoms, -
HEA.-F DEPARa\'I'.NI.J,i SunI'N J

MoDEL^IAKE: llnitab

deurPMENT sR, Nq

LOC4TION: Phdms(oqnolj Lsb

P.s.shi"d.$4
CI{ECI<ED B" *s!,fjJ:T"ii":sfur

SOP PREPARED Oi): ,qtt tt2
ISSUED ON: , , RTVIF$ UN'. , I

Dead Stock No. MET/BKC4

SOP FOR TIEATINC MANTL

lPttINs/MAN-o1,02/2007,00
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Qomplaint No.

Institute of ttl

F rom:
Sent:
To:

SUN;jec t:

Respected Sir

Insiituie rrf Pharntacrr Break dou,n report

PUP (-leilin oor Polch near water cook:r' kind,l

Gautam Gaikwad [gautam.met bkc iop@gmail com]
Monday, July 04, 2016 1:40 PM
maintenance
sanjayjk@rediffmail.com
POP Ceiling Dannage at Ground floor Porch

ffit.)

Please do the needful,

t hanklng YoLr

Ciautam Arun Gaikwad,

a$"t- . r^r._1!os1f.4'-s16 P";r.,,..de/4J

11412.016https://pgi. bil ldesk.com/pgidsk/pgi i sp/MSL.BResponse' i sp

thaintenance

Ilcpair as soon as possible



I

Complaint No. I q-9
Institutedf '('l Jl ,

Ubtqa
From:
Sent:
To:
Cc:
Subject:

Wednesday,, lyiarcfr 23, 2016
Maintenance' DEg*tment

nitin bharnan

nitin bhamare
Requirment for the library

Sir, with reference to above subject, following are the requirments of pharm acy librarj' . 
/

,l
i.tl,r;o-'uw @ @
Caaryla\'4 "?ff 'qCTt-

I ] Five racksf two sided] are essential for four hundreli bound volumes of chemical abstracts.
2J Leeter Board I use for library at a Glance]
3l Notice Board
4l Ladder
5l Moveable Stand
6l News paper Stand

For above requirment , we had given request letters on Dt. 23 Sep. 2010,05 Oct. 2010,21May.2013,5
Aug. 2013, 221u1.2014, 13 Mar. 2015,16 Oct. 201 5 ,02Feb.2016.&2310312016. but not received the
requirment.

This requirment is important for accreditation & AICTE point of view day to day activity.
Hence you are requested to, please fulfill requirements of IOP Library as Larly as possiblo.
plese do the needful.'51n. 

PkoL"a" '.h'L
f usoun it ry Ti-.trFql, 44tat//67//f,

Lttlr.\.



@
Ymaintenance

From:
Sent:
To:
Subject:

Deepak Nikam [deenik61 0@gmail.com]
Wednesday, July 29, 2015 2:09 PM
maintenance; Nilima Thombre
Repairing

Respected Sir,

This is inform you following problem are heading in Pharmaceutics Lab B. Pharm

1) One Water connection is leakage,
2) One water connection is loosed from water supply,
3) Crack on wall,
4) window curtain Problem.

Please note it and do some needful

Thanking You

DeepakNikam

.ffi

()

hl u rr crtatu



". From:
Sent:
To:

., Subject:

Deepak Nikam [deenik61 0@gmail.com]
Tuesday, August 11,20151:11 itM
maintenance; Nilima Thombre
Repairing

9t',-' SUil 't*t'4

Respected Sir,

This is inform you follorving problem are heading in Pharmaceutics Lab B. Pharm

i) Crack on wail,
2) window curtain Problem.

Please note it and do some needful

Thanking You
Deepak Nikam



ma

f^"Y
Complaint No.

Institute of
84+,@

t' From:
Sent:
To: rj

.'.*, Glp; 
"

Subject:

RES SIR

THIS IS TO KINDLY INFORM YOU THAT IN OUR IOP ORGANIC CHEMISTRY UG LAB SOME
MAINTENANCE &NEW REQUIREMENT i.e

l)Praotical Table tops Gas Burner & Gas Pipe leakage ,some are Damage some are not proper working .

colour paintim"g Practical table top rack &"$gtable cup board . paint is last--{1Po@ r6\toll f
fd-(( La u -rQt=. o+rrr.-llccrj -\. a1 \q(AJ v*T 

Tobte <rtp bo*,,) 4 s4cd f",t* y',
b ;€;-rr.rJl."J- +t r,& ToP Pecq

,& ---R{r- .iiil ;ffi r ;@ ."^-q' ? ;t+ %' S^'ts | 4-
fiRiI ai< F lfu. elt . c^Lvt< g Pq"

Fp c"r$ ?o')
ry4.34r?. ChLvl< $ R <4ottt-t& e_-

h,-:,'/fJeia'l
ORqANIC €HEM{$TR]6 LAB (UG)

f-T"o"

eOtSpr

10 year lab old

Thanking you

-&QAhirez

lab Tech.IOP



I

t,-t -' J'!|

'T3Ji[::? sz3
| 'l
tl

maintenance

From:
Sent:
To:
Cc:
Subject:

P\o*-m

I

Gautarn Gai'kwad fga uta m. m et. b kc. iop@g m a i l. co m]
23 June 2017 18'.25
maintenance
sanjayjk@red iffmai l. com
Wi,n-ddw Curtains damage at ComputerLab and Admin office

\

) t*r'
'T{cslrccted Sir L4-7'

Institute of Pharmacy Break down report

I'lrase do the needful.

'l'hanking You

Cautarn Arun Gaikwad, llah
i\48'f's Institute of Pharmacy, ' UyI11SB6
llhL{bal Knowledge City, dOI lll^l
'. .l,.,ron \lachjl- O? ,A! 14 ^ r -J



Complaint no.q 80
Institute of -

Phoun
maintenance

From:
Sent:
To:
Subject:

J B Bhalerao
MET IOP
98s0144322

a-8"g\aler.a.

)2!jitend rab_iop@bkc. met. dUu
01 November 2017 09:21
maintenance@bkc. met. edu ; moreshwarp-iop@bkc. met.edu
Regarding vacuum pump.

p3, o +fw{>'D 4YuEq'- tqofv q;---ffin>F--
i{epected Sir,
wFare having one portable vacuum pump which is not worklng properly at M.Pharm
Bharm.chem.203.[ab.

Please do the needful action

\Dofi( )1aq2'a\*



r
maintenance

Complaint no38{
Institute of

Fhea$Qetrll

From:
Sent:
To:
Cc:
Subject:

n itin bhamare [nitinbham are2010@gmail. com]
01 November 2017 16:07
Maintenance Department
nitinbhamare20'10

Dear Sir. please repair for IOP LIBRARY windows lock.

please do the needful.

with regards,
Bhamare N. R.
Librarian
MET/BKC/IOP/LIBRARY

9ffi'bfunr'fu^'l/'"- , ^--"' 'rr*"4"4'/ 
a404"/ bz "L '7'*"7

u-*

C,{({gIH^t+{-8r,fr d-qffi c,V{a2r1al

3TD

Reoair for Windows Lock



ffi
s

Complaint no. \ 002
Institute of I

From:
Sent:
To:
Subject:

Dean Sin,

maintenance@bkc. metpdu
y,das€eom1

t/,, o'?A . Jtsrn-c-



Complaint no-. l0l5
lnsfltute or

maintenance

From:
Sent:
To:
Cc:
Subject:

Thanking you,

17 November 2017 10:39
Maintenance Department

' sandeeps_iop@bkc. met. edu; principal_iop@bkc. met. ed u

Sin,

In MET's Institute o
the needful ds eanly a le.

dN
)" n\

*9
N\

Reponting Penson,

{

9403513069



Cjri tde,ft"gsq 1 $l rrl t7

@ \4,.c g € Al^^P'24^r fSf;- 
-S'

To

From: Principal, MET IOP

Sub. Request / Requirement

Date: tllrr\>at-l
We have the following request / req ent at MET lOP, BKC

Request / Req ent

M.trrttrFc> oonnecA'oc,

Purpose ,/ Reason

Date: rrlrrl)-e l-l

We wili be obliged if you rnade arrangements for the above

1 e A r".p --'-C n ca W E:-a,/



.6

maintenance

From:
Sent:
To:
Cc:
Subject:

Complaint no.lOlq
InsUtute of I

$hqz-m

t*{ q

Sir,

In MET's Institute of pharmacy, following is the breakdown,

. . Exam Sectio 0T

Tutorial Room f**geer}! I f
I kindly request you, please do the

Thanking you,
\

Repofting Person,



Complaint *.-f/OU)
lnsutute or

maintehance

From:
Sent:
To:
Cc:
Subject:

with regards,
kagade arati
asst. libra,rian
met/bkc/ipp
department of library

gmail.coml
22 November 2017 16:17
maintenance@bkc. met.edu
nitin bhamare . 

.

Slr

pl do needful



/

Complaint no. 1 b2l
Institute of

From:
Sent:
To:
Subject:

Deepak Nikam [deenik61 0@gmail.com]
23 November 2017 10:06
maintenance; sanjayjk@rediffmail.com; n ilima thombre
lab door lock key problem

I

Respected sir,

This is inform to you, the lab no. 109 Pharmaceutics -I at first flower, B. Pham, the lab door was not locked
due to key was broken yesterday. we are broken key was submitted to civil department and inform to Mr.
Bochre sir.

Provide the key no 35 or replace the door lock. I&'' '\'preasedosomenece 
Mffif GtG)

Yours faithfulv di - ' -/Yours faithtulv 
oLNiR,2g1q .6a I th Uf t'

Deepak Niokam !' 
' \tj\

BKC, MET,IOP \.
Adgaon, Nashik t)' 

\ $ 
r|\

0v

\*l.t 
\Adgaon,Nashik \r N 

tt - 
\ffiS



/l,/

maintenance

From:
Sent:
To:
Cc:
Subject:

smitak_iop@bkc. met. edu
23 November 2017 09:54
maintenance@bkc. met. edu
sanjayj k@red iffmait. com
Repairing of benches

Dear sir,
This isto inform you regarding repairing of benches at Iop classrooms
staft of university theory examination.

I,2,3 (ground floor) before



Complaint no. IOAA
Institute of

maintenance

From:
Sent:
To:
Gc:
Subject:

arati kagade [akagade@g mail. com]
28 November 2017 09:24
maintenance@bkc. met. edu
nitin bhamare
rapair cupboard of thesis

Dear sir,

please repair cupboard of thesis, as it could not work.
please do needful. 

o \
" ({tr^g'' VO

(\
S'

with regards,
Kagade Arati
Asst. Librarian
MET's INSTITUTUTE OF PIIARMACY
DEPARTMENT OF LIBRARY . / .(hrv t/266f i-s @p/E4e

/t'tl



Complaint no-, '75D
lnsutute or

Phoatnqr^,

@-r'""0 {*jFrom:
Sent:
To:
Cc;
Subject:

Respected Sir,

This is to inform you Mirror Broken
needful...

Geuffirn Gaikwqd [gautam. m et. b kc. io p @g m a i L co m ]
23 August 2017 17:15
maintenance.
sanjayj k@red iff mai L com
Mlnor Broken at Gents Toilet

at Gents Toilet Ground Floor Institute of Pharmacy. kindly do the

Thanking You

Gartarn Arun Gailnvad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-7709011589



maintenance

From:
Senf:
To:
Cc:
Subject: d

Complaint no. .iCto
Instituteof /{

phcrzno

u
01 November 2018 15:01
maintenance@bkc. met.edu
sach in g_iit@bkc. met. ed u

Geouno

4lL

Dear Sir,

With reference to the above subje
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'"fr3JiJ[t? tzv

maintenance

From:
Sent:
To:
Cc:
Subject:

Gaufiarn Ga i kwad [gauta m . m et. b kc. i o p @ g rn a i l. co m ]

21 November 2018 16:29
maintenance
sanjayj k@red iffmail. com
Replacernent of Gell ( Pharmacy Breakdowrt Report )

r)

Pbcr.,z-tnc11V

-/

,\Srnin o#ce

-tr=*ffifrnftfi^r

Gautam Arun Gailavad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-O3
+9r-77090rr589

[rt \ 
tt



t'i

il

Complaint no. R LI,n
Institute of ! L/

maintenance
Phoamcuj

From:
Sent:
To:
Subject:

sapnaa_iop@bkc. met.ed u
28 November 2018 10:58
maintenance@bkc. met. ed u

rapair of keyboarid holder/tray in Pharmacy staff room

hello sir

keyboard holder/tray of my computer is damaged so not fitting properly in the provided

space.kindly do the needful on urgent basis,.,

Regards

Dr Ahirrao S P

Assistant Professor
Bhujbal Knowledge city
MET's Institute of Pharmacy



co_rqFint no-. 892
rnsutute or

Pho,t]t

u*Y

Dear Sir, Repair ro, p{Sg$urgently.
\t'r*rr- il'-U 4 d"

, g.tl?: bhrr pre,,[ni,ti n.,bham ar e2O 1 0 @gm a i t. co m j
29 November 2018 10:38
Maintenance Department
nitinbhamare20l0
Repal,r for Gupboard Lock

inaintenance

From:
Sent:
To:
Cc:
Subject:

Blq.ama,re N. R;
Librarian
NdET',s trnsitute of Phannacy,
Bhujbal Knowledge City,
Adgaon, Nashik -03 /-rzFaf k*"4 13 F-f7

go"\9 4^Y1 lt 
==Vfn'

4/(rrffiK;



maintenance

From:
Sent:

. To:
Subject:

56ili 3l3,fsy,.1i l\';il,f ̂w 
ar7 02 (rgma 

i r co m J

maintenance; sunitasurse; sanjayjk
Regard in g contin ue water'a nO'EtlJ.ii"ity S u ppry

Respected Sir.
e Univers
l:00pm-5 'Y' B' Pharmacy of subject "Ana Pha. & Ext. Technology,, gn 2nd December
on it and water & electric supply on same date from 12:30 on*uiar. 

_

Pratibha Shinde
Institute of Pharmacv.
Extn - 871



Complaint no.8qy
Institute of /Ot

" maintenance

From:
Sent:
To:
Subject:

I

Respected Sir,
There is the Ur.ri,vers20ls(sunl;tjH;'1fi;.-"t :l^"lT_t..= i'i'r*urecvui'subject"Anapha.&Ext.Technology,,onindDecember

Please pay uit."tion 
"" 

i,'-o ue the v"ater & t:rcctric supply on same date from 12:30 onwards.
Thanking you.

*2dl6 de,^c Pratibha Shinde
Institute of pharmacv.

Extn - 871

il

!^m{
$r. S\,s

.^.\y' 'y
$o-r * tt

0v



,

ComPlaint no fl
Institute of -

Phopm

\.lo
@

maintenance

From:
Sent:
To:
Gc:
Subject:

kishor Ahire [ahirekishord@gn
28 November 2018 10:47
mai ntenance@bkc. met. ed u

Moreshwar Patil; sanjaYj
Brake down report i

Institute of ptrilrnr'hcy lvl Pharm
Dear sir
'i'his is to kindly reqtiest you that our

Thanking you

your truly

Pharmaceutics & Chenristt'',' I.,ab

handle break down

some rnaintenance is required
details Below
n pipe leakage at Pharmaceutics ancl r:herhisIry I.'ab

2)cup board hinges is Damage (around 10 cup boarci) arrd cup board

please kindly do the needful for us as early possible .

fl^.fhv^'r ,l'r-rl" {' &

Vishal Dubakwad
M Pharm Ai

a^Ah-lrf 4:*



ComPlaint no'

Institute of

Gznund
fiost,

BY

,.maintenance

From:
Sent:
To:
Gc:
Subiect:

f\{

Sir,

I kindlY request

Second floor a

Also Shift Name

Please do the needful as soon as possible'

thankino Vou.Thanking You'

RePorting Person
Mr. Hernant Nikam

9403513069



maintenance

complaint.o,EEt{
Institute of I

From:
Sent:
To:
Subject:

. met. bkc. iop@gmail.coml

maintenance r
tSPAMI- Fwd: Delivery Status Notification (Failure)

l.)

Thanking You

Gautam Arun Gaikwad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03 :

+91-770901 1589

Forwarded message ---'-:--
From: Mail Delivery Subsystehr <mailer-daemon@eo
Date: Mon, Nov 19, 2018 at 6:16 PM
Subj ect: Delivery Status Notifi cation (Failure)
To : <gautam.met.bkc. iop@

The response from the remote seryer was:

554 5.7.1 <maintenanceGbkc.met.edu): Recipient addr:ess rejected: User not found

Forwarded messase

G''9



Complaint no.
Institute of

From : Gautam Gaikwad <gautam.met.bkc. iop @gmail. com>

To: maintenance <maintenance@bkc.met.

Cc : sani avi k@.rediffmail.com
Bcc:
Date: Mon, 19 Nov 2018 18:15:57 +0530 (

Subject: Bulb Not Working at Admin './

Respected Sir,

This is to inform
Kindly repair as soon as

you

Thianking You

MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+9t-77090t1589

possible. ---> s-i-ilk
a

\se- b \Btrr ?L 1utq- Z46-i a
@ \Bur chotu- \f,Td

\)5



Complaint no-. 8\6
rnsfltute or

maintenance

From:' Sent:
To:
Subject:

maintenance@bkc. met. ed u

Regards

Elt 867
=-

5lni, ltkutt^ta ( k,lL .{,
ti, /k rv"llil



qt^^c-Gtt'l\{"i'7
Complaint no. 8Sg

Institute of P

tenan

I

Res sir,
Ef,ectric socket is remove at202QA dept of M.Pharm, pharmacy second floor'

Please do the needful action7

+ &",lczt- f'"4- Sft pj.^.f-c Jo S4lq.rl-_
fio,,,,.^ s.*e+-J Dr4, y-{rl 6'th,JJul"

b"^J

.From:
Sent:
To:
Subject:

Thanking you
j b bhalerao
MET IOP
q850144?22

*9!199@bq 
problem

iitendrab i'@P@bkc. met. ed u

b4 December 2018 14:30
i''"ini"n"n.e@bkc. met.edu; gitanjalid-iop@bkc'met'edu

e* a^9

S.b $f <-lex ao '



Complaint nq q7
Institute o*-J /

,i

maintenance''

from: ,t
' Senlr,'
To:
Subjeit:

rse@gnpail.coml
:51

maintenance@bkc. met.edu

a

Dear Sir,

Thank you

. SunitaNarendra Surse
Assistant Professor and HOD in Pharmacognosy,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-422003

On Sat, Oct 13, 2078 at 9:11 AM Sunita Surse <sunitasurse@gmail.com> wrote:
Dear Sir
I request you to kindly change the location of the electric board at my desk i

Waiting for the favorable response
'I'hank You

from your side.

Regards,
S;it""- AblaL do {tt ""'d/")/#

f^ r<quattn-z-ru' 
-

Assistant Professor and HOD in Pharmacognosy,
MET's Institute of Pharmacv.
Bhujbal Knowledge City,
Adeaon. Nashik-422003



From:
Sent:
To:
Subject:

Respected Sir,

atrention 
"ll,l;otlfi:,rr*y,rtl;Jllrmacosnosy 

lab requireme nr & M.pharm Chemistry lab problem . ptz. pay

Thanking you.

Jr {k

bha pawar702@gmait. coml

c".TlLiiilno- 82

maintenance

Location Nature of
feOuiremenf/eomn[*in

Department Reporting Person

a

Pharm. Chemistry
Lab

{/1. pharm 2nd floor)

Window flakes
Loosening problem

Cvi Mr. Jitendra Bhalerao

qN .%h^-P ill il^"t
/t t,4- ^ "

ffi'tft



Complaint n9. 82O
lnsltute oT

lh.tarnorl
maintenance

From:'Sent:
To:

' Subject:
maintenance@bkc. met. ed u

Siri Madam,

th; f l-1/'"'



Complaint no.
Institute of

86R

hoc.r
/r\
tlros\

From:
Sent:
To:
Cc:
Subject:

hemantn-iop@bkc. met, edu
10 December 2018 15:11
Maintenance DePartment,
principal-ioP@bkc. met. ddu
Breakdown RePort (Pharmacy)

t+3 *
=- 2-O

(ry bli>-

looL

Sir,

Following is breakclown report in Pharmacy Institute'

Room L,2,' 3 (Ground Floor) r Tubelights are not working properly,

G,o

Reporting Person,
Mr. Pramod Govardhane
982223272r



complaint rg 8 6g
ln$ttute ot

maintenance

From:
Sent:
To:
Subject:

dinesh r-iop@bkc. met. ed u

06 December 2018 08:57
maintenance@bkc. met.edu
Requiremnet of electrician (lOP) and soft board

old camera device fixed near the projector_

1 Also there is a requirement of soft board in HOD cabin (Pharma chemistry Lab 1st floor)

.t a' , ,/r4"[< /th; - It ht^//)^ t, , t

Regards

Dr. Dinesh Rishipathak
IOP P?-./toh '

T I t'ttx

a"r-:!il;frr:-,^
f o ' ar 9{ 12'a'f



Complaint no.
Institute of

Bg8

t-)

t\lt

From:
Sent:
To:
Cc:
Subject:

Repofting Person,

hemantn_iop@bkc. met. ed u

01 January 2019 10:19
Maintenance Department
principal-iop@bkc. met. edu; sandeeps-iop@bkc. met'ed u

Shifting of Notice Board & lVhite Board (Pharmacy)

Sir,

In our Institute of Pharmacy, Shift the Notice'Bo"ard & White Board from Okj Inst'rument Room

(Ground Floor) to New Instrument Room (Second Floor).

I kindly request you, do the needful as soon as possible.

Thanking you,
.^\f*

"t$
)t

tr Q67Q- s S\'
''f
0

Mr. Hemant M. Nikam Nv, a\t\t t
Lab, Technician

meintenance



maintenance

'"il3Jfill[1"'S 06

Phcrr,*t*rtl

From:
'Sent:
To:
Subject:

jitend rab_iop@bkc. met. ed u
03 January 2019 13:15 '
maintenance@bkc. met.edu; rnoreshwarp_iop@bkc. met. edu

Bli!9er of Priviot's maij

Qpn.gt)

It

Respected Sir,
Reminder for following previous mail,

---- Original Message ----
From : jitendrab_iop@bkc, met,edu
To : maintenance@bkc. met. edu, moreshwarp_i
Sent: Sat, Dec 22,2018, 10:15 AM
Subject: Regardj,ng wooden place below water

Respected Sir,
Wood place between water cooler and stand o



nce

(

From:
Sent:
To:
Cc:
Subject:

Gautam Gaikwad [gautam. met. bkc. iop@gmail.com]
03 January 2019 10',44
maintenance
sanjayjk@rediffmail.com
E@tHltlien work at Admin & Tutrtrial Room

This. is to inform you oqp s,witch is not working in ad ce (switch use for computer ) and

e IOP

wo, ""effira^ra*^;.$P21' *S"\ n >u;q-

Respected sir

MET's Institute of Pharmacy, \'/ C
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-770901 1589



maintenance

Complaintno. Ql <
Instituteof "'"

Pho.u"o.u1

From:
Sent:
To:
Subject:

Dear Sir,

As mentioned in the subject line,

SHAI KH Irizwans_iop@bkc. met.edu]
15 November 2018 14.26
maintenance@bkc.met.edu i

ho

Principal
MET's Institute of D. Pharmacy,
Bhujbal Knowledge City,
Nashik.

2.Y.,;'rf WV(< $ c-cb

dcJ.d \rA uD /4{'
ttl O Tl'< SAo P h%q

4?tL1 q$,">
-s^V/ Nblernt- DC<.

2d\r\

FX;



Complaint no.qtT
Institute of- |

P\qt.m

t,

t,

maintenance

From:
Sgnt:
To:
Subject:

n"gu.d,

Varsha Mane
Office Superintendent
MET's Institute of Pharmacy
Bhujbal Knowledge City,
Nashik
0253-25ss86r

Vgrsha Mane [varsha 1 1 05@gnrail.com]
10 January 201910'.44 i

maintenance
UrEently required repair.ing I

,,

Sir.

We already mail to you regarding repairing of ladies oor handle in Pharmacy staff room.oOB
Kindly do the needful.



'"fr3,1?lillt?s rt

maintenance

From:
Sent:
To:
Subject:

\l '\ en\^soi

Varsha Mane [varshal I 05@gmail,com]
07 January 2019 09:10
maintenance
Soft Board Requirement

Fhs&m

A{lnni n

0t.'€

u

Sir,

This is to request you that soft board required in administrative department in MET's Institute of Pharmacy.
- rl,

46*Ihd'
R"gurd,

Varsha Mane
Office Superintendent
MET's Institute of Pharmacy
Bhujbal Knowledge City,
Nashik
0253-255586r

\f'Df tL /ao^a

l(it tt



maintenahGe ,

From:
Sent:
To:
Subject:
Attachments:

Pratibha Pawar [pratibha. Pawa
10 January 201911.58
maintenance
civilcomplain

'"fr3JftI[:?s

,uJffiLA're 
oK---

oils$
Pr-o

02@gmail.coml

Yor.ns Sinc.erely,

ii

Pr.flibha Shinde

G,hb Technician)
ii

Pf,ognosy Lab
hdET-IOP '

-('lqt Flq,qD, _.

ri{l
Respected Sir, . I

I have attached here a rreakdown problem. Plz. kindl$ pay attention on it,

Cir.,il complain.doc

Thanking you! 
I

Ir I I9

i

ffiq--4d*kB



t_@
Wod' \qi.rf

maintenance

From:
Sent:
To:
Cc:
Subject:

EDP [edp_helpdesk@bkc.met.edu]
09 January 2019 13'.32
maintenance@bkc. met edu
saching_iit@bkc. met. edu
UPS Supply Point

4 a g)"t-fdrtr^J 3'\t; Nfe*-'%
) N.t UfJ ?t- B^c'tc-vf,

DearSir, FA-@€ ?-t'*f

There is a requirem at pharmacv Lab RoomI rrErs rr d rtrr4uutrtl aI F,nafmacy LaO KOOffi
of Desktop Systems.

So kindly do the needfur. 
$ 

=) 
@ | ''S-:9q 'n*{1

CK/B)
@) Bz- knp 2-(Regards' 

Gb \ o ft^$ | g./<'rn.& n
Deepak Vadnere
EDP Dept \73 oea(



From:
Sent:
To:
Subject:

P rati b h a P awa r I 
p rati b h a. pa w ar7 02@gma i l. co m]

25 January 2019 12:31
maintenance
Fwd: Civilcomplain

Forwarded message

F ro m : P r at i b h a P aw a r <pt atibha.p aw ar7 02 @gmail c om>

Date: Thu, Jan24,2019 at 12:06 PM
Subject: Civil complain
To : maintenance <rn4!4[9na4c9@bkc'met.edu>

Respected Sir,
I have noted a breakdown problem here. Plz. kindly pay attention on it'

Thanking you!

Yours Sincerely,

Pratibha Shinde

(Lab Technician)

P'cognosy Lab
MET-IOP
(1st Floor)

,^J*lt b*

Location Nature of ComPlaint Department Reporting Person

Pharmacognosy Lab
Floor)

(1 SI

\\6

Doorlock key is damaged ';6
Civil Pratibha Shinde

Girls Common room (1" Floor)

(o?
Tubelight is hanging Downward

Door Stopper is not working

Civil Pratibha Shinde

s-s'l- Cc)



maintenance

From:
Sent:
To:
Subject:

Pratibha Pawar [Pratibha
10 January 2019 1 1 :58
maintenance
civilcomPlain
Civil cornplain.doc

@gmail.coml

Respected Sir, .. t

I have attached here a breakdown problem. Plz. kindlyipay attention on it'

Thanking you!
t

ir* n\1-

&J't"'-' \--
Yo[rrs SincerelY,

I

Pr4tibha Shinde

(Lab Technician)

Q6\p

P'T o



Complaint no' qt{ I
Institute of I

matn
Phozvn

From:
Sent:
To:
Subject:

]MOHAMMAD RIZWAN NIY
22 January 2019 13:43
maintenance@bkc. met.edu

SHAI KH [rizwans-iop@bkc. met'edu]

Regarding rePair of Ele bath....(MET IODR - Third Flodr)

Dear Sir,

As mentioned in the :fubject line, I request you to
I

Contact Person - Vikas Wamne

lVlohammad Rizwan N. Shaikh
Principal
MET's Institute of D. fharmacf,
Bhujbal Knowledge CitY'
Nashik.

K.3)C2-K\)
Ct: I

--

v
>4', 6Po"^?



From:
Sent:
To:
Subject:

'Y{t0" \d.)

Electric Department j.-linilv lf ''1)y
Sod"tfurl'-p

P4)

electric boar4at *{OD cabinRespected Sir we need o

PharmaceuticsLab-L1

Contact Person
Dr. ThombreN. A.
DeepakNikam
S. K. Kharat
9021832193

Thanking You.



Complaint no.g S(
^Instituteof @

From:
Sent:
To:
Subject:

a.paw al,7 02@g ma i l. com l
fir'
I
I

\t
i

I

,d
,i

Forwarded messase

Date: Thu, Jan24,2019 at 12:06 PM
Subject: Civil complain
To: maintenance <maintenance@bkc.met

Respected Sir,
I have noted a breakdown problem here. Plz. kindly pay attention on it.

Thanking you!

(i-iib 'ieuiuriuiaii)

P'oognosy Lab
MET-IOP
i l st Floor)

o^*{ bo{\,R-

/,

Location Nature of Gon e laint Department Reporting Person

Pharmacognosy Lab (1"'
Floor)

Doorlock key is dam$ed

lI

Civil Pratibha Shinde

)ownward

orkinq

Civil Pratibha Shinde

3sl 'prrl\ ,z<lJl



Complaint no9tl4
Institute of ' t"

maintenance

From:
Sent:
To:
Cc:
Subject:

Gitanjali S. Deokar [deokargs@gmait.com]
16 January 2019 16:i9 r
maintenance
sanjayjk
Roquire information for NAAC Furpose

Dear Sir

Kindly requested to provide brief information about--MET BKC's

Sewage treatment plant
Rain water harvesting Plant
Water distillation Plant

Example: Point like
Year of establishment
Capacity of the svstems
Area of location
Uti I izationlApplication for what purpo se

Please do the needful.
Thanking You

, Dr. Deokar Gi$an"iali t

' Head, Department of Quality Assurance
MET's Institute of Pharmacy
Bhujbal Knowledge City
Adgaon,Nahik

)rtv'-'-

( [,tts Gi+eqj<_u De^yad



t%
maintenance

'"fl3lilil!:?q 8e

Phoo,roq
From:
Sent:
To:
Gc:
Subject:

sendeeps_iop@bkc. met. ed u
12 February 2019 08:39
maintenance@bkc. met.edu ; ed p-helpdesk@bkc. met.ed u
pri nci pal_iop@bkc. met. ed u
UPS notworking

g--,>f, b-r- rr
Dear Sir I

The UPS of instrumer,,i room in IOP (Znd floor) is nct working sfrye Saturday gffnf2f/.8.
Plea he needful
Regards,

Dr. Sandeep S Sonawane
MET-IOP BKC

+ UFS @-,"C .qt

iit
till



Complaint no.qqz
Institute of 

-
maintenance

From:
Sent:
To:
Gc:
Subject:

Sir,

Phoam

G.F
Gautam Gaikwad [gautam.met.bkc.iop@gmail.com]
12February 201914:17
maintenance
sanjayjk@rediffmail.com t

Door Not Closed properly

This is to informed you Gents Toilet Door Not Closed properly Ground floor IOP kindly repair as qoon

as possible.

ihanking You

Gautam Arun Gaikwad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-9595995599



Complaint 8L{
Institute

maintenance

From:
Sent:
To:
Cc:
Subject:

nitin bhamare [n itinbham are201 O@gmail.com]
11 February 2019 13:28
Maintenance Department
nitinbhamare20l0
Library Reading Room Door closed

Phor-m

Crutoa-y '

Qstf'/'9

Dear sir, Library reading room door is premently lock. plese closed the door urgently.



maintenance

Complaint no.qq7
Institute of | |

I

From:
Sent:
To:
Gc:
Subject:

Gautam Gaikwad [gautam. met. bkc. iop@gmail.com]
14 February 201912:05
maintenance
sanjayjk@rediffmail.com '
Request--Cleaning of Seminar Hall

Sir,
Kindly affange for the cleaning of the seminar hall of IOTP and IOP for the MET-I-Con which is

ssheduled on Fridav l5 Feb. 2019 and Sat. 16 Feb. 2019

ihunking You

Gautam Arun Gaikwad,
MET's lnstitute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-9595995599

q\

N



Complaint no.
Institute of

\t:J

- maintenance
l*Jc

Sir,
this to informed you Class room 01, 02, power supply problem near Staff room Ground Floor kindlyrepairassoonaspossible' 

vgs f"i''^)t- pinlix Bt,.v,. 3o Di*tJlI
jo\-,t ?*N.l &

U

his Xo)r F ,' G',**u lq,.r'"l p-r-
i^-d
Fc

ttur'
d

[,^l^tc-

Gautam Gaikwad [gautam. met. bkc. iop@gmail.com]
21 February 2O1913:21
maintenance
sanjayj k@red iffmail. com
,Power Supply Problem at Class Room

Phqtrn

, 'From:
Sent:

'To:
Gc:
Subject:

ihanking You

Gautam Arun Gaikwad,
MET's lnstitute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-959599ss99



'"fl3,',?.j[1?TDl8

maintenance

Sir,

I request you to repair cupboard in Pharmacy administrative office.

From:
Sent:
To:
Subject:

Regards

Varsha Mane
Office Superintendent
MET's Institute of Pharmacy
Bhujbal Knowledge City,
Nashik
0253-255586r

Varsha Mane [varshal 1 O5@gmait.com]
25 February 2019 09:47
maintenance
Repairing of cupboard



comptaint no. lO1 Q
InsUtute of | |

Pl"su.mmaintenance

From:
Sent:
To:
Subject:

MOHAMMAD RIZWAN NIYAZUDDIN SHAIKH [rizwans-iop@bkc.met.edu]
25 February201911:09
maintenance@bkc.met.edu i t

Regarding replacement of Lock (Student Feedback Box).....MET IODP

Dear Sir,

As mentioned in the subject line, I request you to kindly depute concerned staff as we are unable
to unlock the feedback box.

Mohammad Rizwan N. Shaikh
Principal
MET's Institute of D. Pharmacy,
Bhujbal Knowledge City,
Nashik.



Complaint no.qq ,
Instituteof | /-

maintenance

From:
Sent:
To:
Gc:
Subject:

Respected Sir

This is to inform You one
kindly repair as soon as possi

Thanking You

Gautam Arun Gaikwad,
MET's Institute of Pharrnacy,
Bhujbal Knowledge City, i

Adgaon, Nashik-03
+91-9595995599

p^a $qm Ga i kwad [9 a u ta m. met. b kc. i o p@g m a i t. com ]
13 February 2019 17:46 e

maintenanCe '
sanjayj k@red iffi'nai l. com
Porch light not working

,11

.*"nrPql'o- 1pN*

.\S
\o0\



Cj.ri l6e{r+- -SvV 1 or

To: Mr. Tanvir Sir, Executive to Trustees

trro*' Ot. S. J. Kshirsagar, Principal MET IOP BKC

Date: 25lO2l2OI9

Sir

Recently we have purchased Waters Alliance

Rrt. ltd.

For the same Service Engineer has suggested

the whole sYstern'

HPLC system from Waters India

the 1 KVA UPS Power backuP for

room on which we are

HPLC system and UV-
currently we have the 1 KVA UPS in the instrument

running our 3'instruments (IR spectrophotometer,

spectrophotometer).

so eifher provide a separate 1 KVA UPS Systern or upgrade the existing UPS,

Thanks and Regards,

Dr. S

Attachment: email copy of the power requirements'



ffi{$ Sandeep Sonawane <sandeeps.iop@gmail.com>

Waters HPLG Gomputer & power requirement.
Swapn il Ksh irsa gar <Swapn ilKsh irsaga r@waters. com>
To: sandeeps.iop@gmail. com
Cc: Atish Yeola <Atish_yeola@waters. com>

Dear Dr. Sandeep

Computer requirement

Mon, Feb 25,2019 at 8:55 AM !

!irj'_

Operating System:
Windows@ 7 Professional or Enterprise Sp1, 64_bit;Windows

"- ".

10 Pro or Enterprise,64-bit

Processor-
RAM (minimum)- 16 GB
Hard Drive Totat/Free (minimum) - 30/25 GB
Processor (minimum) - 1X Inter@ Xeono E5-2G20 v3 (a cores @ 1.g GHz) , DVD RoM Drive
8 PORTswitch.

e2595- 35OVA

2998- 195VA nominal
Voltage range 180 to 264 VAC (Earthing Below 3VAC constant)

Electrical socket- shourd be 15 Amp onry ( 02 for HpLC & 03 for computer)

Pls call me if you required any further details.

Thanks & Regards
Swapnil D. kshirsagar
Service engineer

arj 9L 2225L70L27
ir] 9L 2225t70616
iMl 07738890815
[!!.] www.waters.com

IE] swapnll kshlrsaoar(owaters.com

lll| | nlo" k

BIAMNND &F{NilVEHS&ffiY

The information in this e.mail is confidential, and is intended solely for the addressee(s). Access to this email
lJ"ill"T""","l:":.^:.1,::th::fj.il1!"^l:l:. prohibited. iry;;;;" not the intended recipient you are norifiedthat disctosing, copying, distributing or taking any action in ieriance;;';;#;#;""#ilililJril?ni:

I

Ter$
TFIE 5["TffffiEE ETF
wl-{.{rrs FnSSIH,i €I
Waters India pvt Ltd.
Presidential plaza Comolex

2nd Floor, LBS lvlarg

Ghatkopar (West)

Mumbai 400 086, India

I of2
25-02-2019,l0



t-rri\ def1, 5?Y z$ozllg

INTERNAL NOTE

To: Maintenance Department

From: Dr. S. J. Kshirsagar, Principal MET IOp BKC

I Date: 25 lo2l2oI9 , 
I

Sir

Recently we have purchased Waters Ailiance HPLC system from Waters India
hrt. ltd.

For the same. there are power requirements as per the specifications given by
the service engineer from Waters.

e2595- 35OVA

2998- 195VA nominal

voltage range 18o to 264 vac (Earthing Below gvAc constant)

Electrical socket- Should be 15 Amp only (O2 for HPLC & 03 for computer|

Please do the needful.

Regards,

Dr. S.



S_HPLC Computer & Power requirement.

Sandeep Sonawane <sandeeps.iop@gmail.com>mfiil

Waters_HPLC Computer & power reqdirement.
Swa pn i I Ksh i rsa g ar <Swapn il_Ksh irsaga r@waters. com>
To: sandeeps. iop@gmail.com
Cc: Atish Yeola <Atish_Yeola@waters.com>

Dear Dr. Sandeep

Computer requirement

Operating System:

Mon, Feb 25, 2019 at 8:55 AM

s \59e- De rHs
l'rtrscsmr #d e #,\

@ tc\
@ten

Bffi "r-N.*S*ffi

TF0ry Sf,xfl F*fls nF
y$t-{ATFs r$S5yH.tF)

Waters India Pvt Ltd.
Presidential Plaza Comolex

2nd Floor, LBS l,"4arg

Ghatkopar (West)

l\4umbai 400 086, IndJa

il : 9L 2225L7OL27
i ti j 9L 22257706L6
il4j 07738890815
ilrj www.waters.com

inl swapnil kshirsaoar@waters.com

,i,$,,,.1
\\rst*rs

SIANdISNN ANNIVEffiSARY

The information in this email is confidential, and is intended solely for the addressee(s). Access to this ernailby an se is unauthorized and therefore prohibited. tf vou aie ;"1il" ;t";;;X,l,i!ii,", J" 
",;riill,

\. \-- ,,, \
\n \K-- t\\$Zq" )/ 25-02-2ote, to:02

Windows@ 7 Professional or Enterprise SP1, 64-bit;Windows 10 pro or Enterprise, 64-bit

Processor-
RAM (minimum)- 16 GB

Hard Drive Total/Free (minimum) - 3O/ZS GB

Processor (minimum) - 1X Intel@ Xeon@ E5-2620 v3 (4 cores @ 1.g GHz) , DVD RoM Drive
8 PORT switch.

- l"fsi
4sT

I will recommend to have lKVA UpS power for complete HpLC system.

Pls call me if you required any further details.

I of 2



",llsJ?I[l? lo€
\Aro-r)c qin?maintenance

From:
Sent:
To:
Cc:
Subject:

Thanking you

kishore D Ahire
Placement qo;

METs BKC IOP
nASHIK

kishor Ahire [ahirekishord@gntail. com]
27 February 2019 11:15
maintenance@bkc. met. edu

Dear sir
as above subject kindly,request you that I Kishore D Al,lire working with Placement cell Department Ihad
been seating at poc UG lab .for easy acc€ss for electric supply working with laptop.

Su'nita Su rse; Dinesh Rish ipathak; sanjayj k@red iffmail. com
Electric switch point requirement

vc<- ^Affi}v)& 
1

---, 
Y/ (\
@ tuFreq-@
C9 affia;4 "<.-i'1t-

q ntiLtd- b,#
@' A-a:b.r d,-- - Lota W41*Jr*<zo14

,y



Complaint no. \@Ls
ln$ltute or

Ph"e-oomaintenance

From:
Sent:
To:
Subject:

Pratibha Pawar [prati bha. paw ar7 02@gmai l. com]
25 February 201913:02
maintenance
CivilComplain

Respected Sir,
I have noted a breakdown problem here. Plz. kindly pay attention on it.

Thankirrg you!

Yours Sincerely,

Pratibha Shinde

(Lab Technician)

P'cognosy Lab
N,IET-IOP
(1st Floor)

Girls Common room (1
Floor)

Flush problem &
I

Tap prcblenn. I

ildb Ao*

Nature of Ct;implaint Department



Complaint no. 18$D
Institute of

maintenance Phqtrn

fr4f,r 9,, From:
Sent:
To:

.. Subject:

P ratibh a Pawa r I 
p rati b h a. pa w dr7 O2@gma i l. co m ]

07 March 2019 09:51
maintenance :

Regardingcivilcomplain I

(Lab Technician)

P'cognosy Lab
II,IET-IOP
(lst Floor)

I

I

I

I

fr.<fu
ed Sir,
is water Leakage Problen in Pharmacogn
Thanking you!

| /-/
th-' {l-'utn*' cl'-ecK r

t t4 ^J/"/.
44lrv", ot -- I

fu 4. b,/AL/ pratiurra shinde y(,Alp\)
n)-,' ' r?\')



complaint no.1 O \l f
Institute of

maintenance

From:
Sent:
To:
Subject:

jitendrab_iop@bkc. met. edu
05 March 2019 09:16 I

maintenance@bkc. met. ed u ; moreshwarp_iop@bkc. met. edu
Basin leakage problern 

i
t

I

please do the nedful action.

Thanking You
J B Bhalerco
MET IOP
9850t44322



Complaint no.'l 0 tfg
Institute of -

maintenance

Dear Sir
In vlew of a sui'pr.ise inspecticn by PCi commiEeer(Expected in first rveek of March) Kindiy make
an arrangement for mounting charts in Pharmacology Lab located on Second floor of IOP.
Kindly treat it as urgent and do the needful.

4f.,q^tt,'u- Yt
).@a1ffi.1"i LLt Hot r?q<pi- r' 

I

From:
- Sent:

To:
Subject:

Thank You
Regards
Dr. Pavan Udavant 5h;
MET-IOP

pavanu_iop@bkc. met.edu
07 March 2019 08:48
maintenance
Urgent=-Mounting of Charts irr i-aboratory

,t/
Bh,aL, d' C lU4 ?

ov\<.-

{

[i\ attl



'1T3."',J[t? I ocz

e Pho,aorct-tJ

From:
Sent:
To:
Subject:

Thanks & Regards

Mr.K D Ahire
POC UG I.AB. \,t\{ftfipw-

v/
Electric Tube Light is not working.

tp d-f\'-' {o-*-'"K-

%'v-
Vle\M

*ishora_iop@bkc. met. edu
12March2O1914:02 r

Dear sir

This is kindly inform you that IOP Organic Chenristry Lab (ug)
Please kindly do 'che need full for repairing or exchange



complaint no. I O(2
Institute of '

maintenance

From:
Sent:
To:
Gc:
Subject:

sandeeps_iop@bkc. met. edu
t+ tvtarinzoig ro:st r
maintenance@bkc. met.edu
principal_iop@bkc. met.edu
Electric socket reuirement in insttument room at IOP



]1
Pbo-"n

Complaint no. lq'
Institute of

maintenance

From:
Sent:
To:
Cc:
Subject:

with regards,
BhamareN. R.
Librarian
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik - 03

n4in bhamare [nitinbhamare20 1 0@gmail.com]
20 March 201914:19
Maintenance Department
nitinbhamare20l0
Quotation

a

Dear sir, please closed the cioor for library reaciing foom urgently. & repair for library chairs:

qm4

,h,- _,--- --



maintenance

From:
Sent:
To:
Cc:
Subject:

Sir,
This is to

as possible.

Thanking You

Gautam Arun Gaikwad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-9595995599

p.a y !a 
m. C_alkwad_ 

[ 
g a u ta m. m et. b kc. i o p @ g m a i t. co m ]

21 March 2019 16:49
maintenance r r

sanjayjk@red iffmail.com
Door Not Closed properly 

I

Phot

Q*, fir5

informed you Gents Toilet Door Not Closerd properly Ground floor IOp kindly repair as soon

98. frk^k,ov ,L*b [ ^ ,

)" .11" ,ytlh"( e\ qtl g4tt)

\ovY1{90)\e

?Jlpr\3

{,ttttt



-=:, V----v/ Comptaintno.lOST
Institute of

From:
Sent:
To:
Cc:
Subject:

EDP [odp_helpdesk@bkc. met.edu]
2l March 2019 16:06
'Maintenance Department'
saching_iit@bkc. met.ed u
FW: Laying of Cat-6 cable '

From: EDP [mailto:edp_helpdesk@ bkc.met.ed u]
Sent: Thursday, M[arch 2!,20L9 4:05 PM
To:'Maintenance Department' <maintena nce@ bkc.met.edu>
Subject: Laying of Cat-6 cable

Dear Sir,

5Td rn-cBDd^A_r-:r- t'

*
f,r41'

gt'19
r 

^ 
P" +-4+-



maintenance

From:
Sent:
To:
Cc:
Subject:

1<Lfr
. met{brc. ioP@g rriail' coml

i

maintenance

\8. O 82'lV^"4 ,M 4-PoJe -' llAa

4<*f D>f.
U) d'n< )t' t- J \(-'

Thanking You

MET's Institute '

Bhujbal Knowledge CitY,

Adgaon, Nashik-03
+91-9595995599
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''t '

From:
Sent:
To:
Cc:
Subject:

Thanking You

Gautarn Arun Gaikwad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-9595995599

Gaqtam Gaikwad [gautam. met. bkc. iop@gmail.com]
03 January 201914'.57
maintenance ,
sanjayj k@red iffmail. com
[SPAM]- Fwd: Delivery Status Notification (Failure)

----O-l---

Forwarded message
From : Gauta m Gai kwad < gautam. met.bkc. iop@ gmail-qalq>
Datc: Sat. Dec22.20i 8 at 2:C9 PN'f

Subject: Fwd: Delivery Status Notification (Failure) i

To: maintenance <maintenance@bkc.m > 
I

Thanking You

Gautam Arun Gaikwad,
MET's Institute of Pharmacy,
Bhujbal Knowledge City,
Adgaon, Nashik-03
+91-770901 1s89

Forwarded message -----:---
From: Mail Delivery Subsystem <mailer-daemon@googlemail.com>

Date: Mon, Nov 19, 2018 at 6:16 PM
Subject: Delivery Status Notification (Failure)
To : <gautam.met.bkc. iop@ gmail.com>

q

PTO



r-

maintenance

ComplaintnoQO2
Institute of t

Phonrn dr.)/

-/

-

Dear Sir,

I

From:
Sent:
To:
Subject:

Moh,amrnad Rinvan N. Shaikh
Principal
MET's Institute of D. ,Pharmacy,
Bhujbal Knowledge City,
Nashik.

.4 9r4.t ;= oWo ffi#Y4t

MO F{'AMIM,AD RIZWAN N I YAZU D D I N S H A I KH [rizwa n s_iop@bkc.met edul
02.fanuary 201911:33
maintenance@bkc. met. edu
Regardtng Electricity maintenarlce work....(MET IODP: 3rd Floor/ Pharmaceutics Lab)



PRECISION INSTRUMENTATION AND SERVICES PW. I,TD,
"NAB! ACCREDITED CALIBFATION LABOFATORY-
. Inslrufient Crllbratlon . AHU Valtdation. ThefDal Vatidalion. pLC Va dation @21 Shreeram ahavan, F-9, ShEerafrkunl TakiFoad, Dwa.ka Nashik-422otj

C AI] BILC'I'ION CERTIFICAIE



PRECISION INSTRWF\TATION AND STR\']CTs PW' tTD.
Z||}\ "nasr rccneorrEo caLrBBATIoN LABoRAToFY'
il Jlllll . lisrrument Callbrallon. AHU valioa(ion. The|far validalior. rLC valldallon

Iln]l'li ,1 shies"m Bhavan l.e Snreeicn."r.l.'noa
\ttl e o'

;r::llilr, , :::'

\t9v ,"w!"*.

C{TIBIL{1]]ON CPRTIFIO\IE



I}IIUJI'AL KNOWLtrDCI] CITY
MET,s INSTITUT' OF PHARMACY.

ADCAON. NASHIK.

cAl lllRATloN RFPoRT OF DTCITAI tllMLILII

A5 SHARPAS YOU CAN OII

=

Eqtripnretrt NrDc: DignrlDll Mdcr ]P.gc No. | 2

C.lib'.ltion Ntrmbcr: oJ

Hcad Ot Dcti' rmcni:

Dep. rtmcnt NAmc: phorroa. odi cs CP Al
a

Frcqncnq: On.{ in A 06 non+hs

Locirion: licnre R, .'n(Nrr)

Calibmliotr Report Prcparcd
Anot D Bo},^At 4ia

Cilibr2tion Rcport Prepxred On:

Aikj+ E H4td43 [dgf-
,1la6l2nt'l

Timc: ot:oo pra - og:30 pn Nc\r cilibrrrion on: zele)aa t

Tcrnpcr.t"' cloC': 2?"c s,7 f.

PRIN@IPAT
It€f's tB{q,t€ ot |ltrmac't'

Modcl/M.kc: s)n'or (s Lrpc 16l

soP No: HE-rlrot-pH /roz

6Y+rb
;q:;ui
\*-dZ



CALIBRATION IItrPORT OF BROOKI'IDLD
V]SCOMDTER

BHU,IBAt KNOWLEDGtr CITY
MDT's INSTITUTtr OI fHAI{MACY

ADGAON. NASHIK.

''''''.'^",'"'."..'",' l

IJ SHARP A5 YOU fiIIGII

Dcnarlhcnr Nxmc: n4dliOe Roor! (fl R)i

Calibrxtior Rcport Pr.par..l On:

Le l()6lLot.l

ll€T3 littlt!{o of PhlJmacy

Eqtripme.t Namc: Brcokfield

ModcLMxke : LvDV-l + pro /
B.ookfie d Lineinc$i'ig l-abodories_ tnc.

SoP No: f4R o22-ol (Lo\1)
Lorrtior: Mlchrne /oomtMR) Hcrd Ot Dcp.rtn'€nr: I
Frcqucnrt:oni", oMonrltr

Timc: o I t0o PE - 03 j3o 
P11

Tcntcr.t'rrc(oCJ: z6"c Rclativc Htrn'idib f/ol: S? r.

*-*4Y

],

Calilrr.rion Ntr,nbcrl

IPAL

f-



BHL\IBAL KNOWLEDCE CITY
MET,s INSTITUTE OF PIIARMACY

ADGAON. NASHIK.
AS SHARP A9 YOU (III GII

CALIBRATION REPORT Of DICITAL BALANCE

Eqripfr cnt Namc: Diglil Brl.,nce

Model/M.Lc: S.hi'nrLl^ ,4Llx 220 Calibmtion Numbtr: Fl ET 'IoP lpHloo+

SOP Nb: 11El/tHoo9 Dcp.'rfrcnt Nrme: nd(]1iAe Qooffl

Locxrioi: pl4rr!(e,u+rrs tp G) Head or DerFrtment: U&
Frequcncy;DaiLy hnemal calib€tion and Prccision: once n rmonlh

CaliDration Rcport Prcparcd By:
r\lr,nl D. Sqhd.ne A*Z

^rkit 
8. H4td43 GrSf

Cnlibrxtion Report Prcp.re.l On

26locl2ot1

Timc: Ol toO pra - dSldo Pn Ncrt Calibrrtion duc on: a r,r, )a^ rr

Tcnpc'altrrc(uc):2e'c Rel,tive Humidiqf/0): E 6t.
Chcckcd Bv: \ C' 989- "q 

u> anthotitedDt: 
ftr
V;^

<4o'"
PR

MeT'5 Lnltlte of flFrma.y



BHUJBAL KNOWLEDCE CITY
MbT'S INSTTTUI-E-8E!E48.!449!

ADCAON. NASIIK

i -.. - _-qLr 
eRATtol\ REPoRT oF uv nsrBLE sPEcrRoPEol oM ! TER

Calibration Numbei 0l

Eqripment Namer uv,'visible

Modcl/Mrke: schimsdzu UV 1300

Dcp,rtm.trt N'me: aast$her^t eoo"a

Head OlDcprnment:Location: Insu ument Roorn

19 l0 € lzo lTFrequency: Once in 6 Months

galibration Rcport Prepared On:

2ol06l20l7
R€port Prcpared BJ:

eononn ,f,{
Ho6dq6 6

6l o
.jt 6,

Calib

Next Cafibration due on: qlpl26l7Tine: olio o pt1' 0.6l3o Pry

Relalivc Humidity (%): 57 /.Temperature(uc) 2'1'r
Chocked By:

IPAI.
lfrs hrutl*. of i$6*Y

ffi4



BIIUJBAL KNOWLEDGE CITY
MET.S INSTITUTE OF. PHARMACY

ADGAON. NASHII'

n ET',s tnsrlk*. of PtErmac.r

CALIBRATION iNPORT OF UV/ V$I}LE SPECTROPIIOTOMETER

Lqnipmenl \rDe: r vn iJhlc lxseNo: t-7
Spect'ophotonrcter

Mod€l/Make: iASCo/ V-6lO Crlibr.tion Numbcr: ol
SoPNo: Deprrtnent N.me: J

Lucation:lnsrumen! Room H€id OtDepartment:

frequencl:Once in b Monrh calibntion Date: tS lO6 l2or7
C.libntion Report Prepa.eJl By:

Nbrrl. D. Pohd]|,. AV

^l)tsji 
I Hordas G(8F

C0libmlion

loelzot7

On:

Ti'ne: 0l oo p n- o9 ;3 O f tl Nert Calibr€tion iluc On: 2l I r2l 2017

Tempemlure(uCr: 2? t Relative Humi.liry (%r: S? ,/.

ct'""t"d nv' 
)gl_ ;5rs.tn

,K#,;
!)

tr#'"h
iift;ri3q\ - ./*
R*i.g



BIIUJBAL SIYIJDG!-EIIY
MET'S U!I4IE..oE..EEA.BI4AC!

c a L --r B RATION Rf Po R I oF D tG I TA L B a LA N c F

Fll\i.lc r?r.L
MFr's r.srli& 6f srrmrl

ADCAON,IIASEIK.

Equipmctrt Nrme: Dieirtl 0aloncc

CalibmliooNumbcr:01tr,ro-"uMqke, so'8!r., .re rlo
DepartmeniNrhc: rlldaf n€ POom lso--p ro, n R-o rr oz(zotz)
HeNd OfDep.r(nent:Locflion: Phrnod(euti(r tP6, |a.A

trecision: oncc n a monrh
Frequcncl :DailY Int|mJl ahb€!on Md

Cnlibration RePort Prep.re9BY:
tfool !. pahM. &z
4.rit 6 trd!4ql@!g

Catiomrion ttcPo* PrePa'c0 On:

. 19l06lzolt

Next Cafibration due on: oaI01|Lo|7Time: 6l i00?lo - 09i, D Pn

Relative ll u m idity (%): 56 /Temperlture(uc): 2c'c

Checked By:



BHUJBAL KNOWLDDGE CITY
MET's INSTTTUTE OF PHARMACY.

ADGAON. NASHIK.

Relrtive Humidiry(%): j 6

IPAL

CALIBRATToN RDPoRT oF Dissoluiion Testing Appamtm

Lqcl.Q /\DEqtripmeDt Name: Dissolution Testing

Calibmtion Numbcr: o I

lbsrrument Nu: ll09l22 (08L) Department N2me: O4$i'\ { F.oorr

He.d OtDetartment:Loc.tion: Machine Room(MR)

Crliblation Date: r6Jo 6 {26t7Frequency: Once;n 6 Monlhs

Repori Pr€par€d

r? l06l4017

Calibmtion Report Prepar€d Bl!
4116l o, {^ha.n- /-aV.

+ dl. 'ra"44r 6u{gt
Nerl Calibr.tion on: r7lr2l,o17Time 0l :.00 " o1r:00 PJt


